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RADIATION EXPOSURE RECORD 



NAME 



AGE DATE OF BIRTH 

SOCIAL SECURITY NUMBER 



DOSIMETER SERIAL NUMBER 



INITIAL FINAL 
^'^^^ READING READING ^^^^ 



DATE 



TOTAL EXPOSURE 



WORK SHEET FOR 
OPERATION PROSPECT EXERCISE 



SOURCE 


LOCATION OF SOURCE 


0 


(BASE OF FIRE HYDRANT) 


1 




2 




3 




4 




5 




6 




7 




8 




9 


- 


10 




11 




12 




13 




14 




15 





NAME 



WORK SHEET FOR INSTRUMENT 
FAMILIARIZATION EXERCISE 



CD V-700 



.DISTANCE 
(riiT) 


RANGE 1 


X 1 


1 METER 
1 READING 




II Cf TOVO 
In EiilO U K£iL/ 

DOSE RATE 

( nl>ryhr) 


1 




X 




— 




2 




X 








3 




X 








4 












5 




X 




— 




6 












8 




1 X 






— - 


10 




1 X 


- 


— 




12 












14 




1 ' 








16 




1 X 








18 




1 ' 








20 




1 ' 












1 X 









CD V-715 



(r/hr) 



TABLE OF DECAY CORRECTION FACTORS FOR COBALT 60 



X factor (1 


month) 


= 0.01 






half 


life = 


5.3 years 






)NTHS 


0 


1 


2 


3 


4 


5 


6 


7 


8 


9 


0 


1 .00 


.99 


.98 


.97 


.96 


.95 


.94 


.93 


.92 


.91 


10 


.90* 


.89 


.88' 


.87 


.86 


.85 


.84 


.83 


.82 


.81 


20 


.80 


.79 


.79 


.78 


.77 


.76 


.75 


.74 


.74 


.73 


30 


.72 


.71 


.70 


.70 


.69 


.68 


.67 


.67- 


.66 


.65 


40 


.65 


.64 


^63 ' 


.62 


.62 


.61 


.60 


.60 


.59 


.58 


50 


.58 


.57 


.57 


.56 


.55 


.55 


.54 


.54 


.53 


.52 


60 


.52 


.51 


.51 


.50 


.50 


.49 


.49 


.48 


.48 


.47 


70 


.46 


.46 


.45 


.45 


.44 


.44 


.43 


.43 


.42 


.42 


80 


.41 


.41 


.41 


.40 


.40 


.39 


.39 


.38 


.38 


.38 


90 


.37 


.37 


.36 


-.36 


.35 


.35 


.35 


.34 


.34 


.34 


inn 


33 


.33 


.33 


.32 


.32 


.31 


.31 


.31 


.30 


.30 


no 


.30 


. 29 


. Ay 


. zV 


OQ 
. Zo 


• Zo 






97 


27 


120 


.27 


.26 


.26 


.26 


.26 


.25 


.25 


.25 


.24 


.24 


130 


.24 


.24 


.23 


.23 


.23 


.23 


.22 


.22 


.22 


.22 


140 


.21 


.21 


.21 


.2f 


.20 


.20 


.20 


.20 


.20 


. 19 



SAMPLE PROBLEM: If the activity of a source was S-millicuries in June 
1961, what was the activity in April 1962? 

ELAPSED TIME ^^^^^^ 
DECAY CORRECTION FACTOR '^^^ 
SOURCE ACTIVITY IN APRIL 1962 8 X .90 = 7.2 mc 
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SAMPLE 



WORK SHEET FOR 
INSTRUMENT RADIATION RESPONSE EXERCISE 

SOURCE ACTIVITY 7,^ 7?1C SERIAL No. IZ3^^ 



FORMULA Used to determine calculated (ACTUAL) dose rates. 
Dose rate in mr/hr ^ (13.21 (Number o{ millicuries Co^O ) 

(distance in leet ^ 



DISTANCE 


RANGE 


X 


METER 
READING 


= 


MEASURED 
DOSE RATE 

(mr/hrl 


CALCULATED 
DOSE RATE 

(mr/hrl . 


1 




X 


OFF 




SCALE 




2 


loo 


X 






1^ 


z¥ 


3 


100 


X 


'/¥ 






II 


4 


loo-- 


X 


.07 


— 


n.o 


Q.o 


5 


lo 


X 


•3f 


- 






6 


10. 


X 


.2& 


- 






8 


.10 


X 




- 


/.^ 


].5 


10 


10 


X 


.11 




/•/ 


1-0 


12 


10 


X 


.07 




.70 


0-7 


14 


10 


X 


. 06' 




.60 




16 


1 


X 


.33 




■33 




18 


1 


X 


- .2G 




.2^ 




20 


1 


X 


.22 




.2Z 


.2^ 


22 


1 


X 


.18 




■// 


.10 


24 


1 


X 






./^ 


.17 






X 














X 














X 











* obtain reading near mid-scale on XlO range 
** ' Before readi-ngs are taken, adjust calibration screw so measured 
dose rate equals calculated (ACTUAL) dose rate at dose rate point 
nearest to 2.5 mr/hr * 



NAME 
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SAMPLE 



RADIATION RESPONSE CURVES FOR THE CD V-700 

SOURCE ArTTVTTY 7.Z 0 SERIAL No. J ^34 



Calculated (Actual) Dose Rate (mr/hr) 



50 5 .5 



40 4 .4 



E 

U) 
O 

Q 

D 

(A 
(« 



30 3 .3 



20 2 .2 



10 1 .1 

4 
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xl- 



X 10 



.1 

■* 1 



X 100 



10 



.2 




.4 


.5 


2 


3 


4 


5 


20 


30 


40 


50 



DATE 



Calculated (Actual) Dose Rate (mr/hr) 



NAME 



'5(6 Operational Check Source 
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WORK SHEET FOR 
INSTRUMENT RADIATION RESPONSE EXERCISE 

SOURCE ACTIVITY. SERIAL No. 

FORMULA: Used to^determine calculated (ACTUAL) dose rates. 
Dose rate in mr/hr = (13 2) (Number of millicuries Co 60 ) 



(distance in feet) 



DISTANCE 


RANGE 


X 


METER 
READING 




MEASURED 
DOSE RATE 

(mr/hr) 


CALCULATED 
DOSE RATE 

(mr/hr) 


1 




X 










2 




X 




— 






3 




X 










4 




X 










5 




X 










6 




X 




= 






8 




X 










10 




X 










12 




X 










14 




X 










16 




X 










18 




X 










20 




X 










22 




X 










24 




X 














X 














X 














X 











NAME 
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RADIATION RESPONSE CURVES FOR THE CD V-700 

SOURCE ACTIVITY SERIAL No. 

Calculated (Actual) Dose Rate (mr/hr) 



50 5 .5 



40 4 4 



ui 
O 

Q 
-o 

<b 
3 

UI 

ID 

0) 



30 3,3 



20 2 .2 



10 1 .1 



4 ♦ 



Xl- 



X 10 



.2 
2 



.3 
3 



4 
4 



.5 
5 



X 100 



10 



20 30 40 50 

Calculated (Actual) Dose Rate (mr/hrl 



WORK SHEET FOR 
AREA MONITORING EXERCISE 



A B C D E F 

I _ 



2 



3 



5 



6 



7 



8 



NAME 
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WORK SHEET FOR 
RADIATION PROTECTION EXERCISE 



DISTANCE 



TIME 


DOSIMETER READINGS 


AVERAGE 
READING 


CALCULATED 
READING 















































































































































DISTANCE 



TIME 


DOSIMETER READINGS 


AVERAGE 
READING 


CALCULATED 
READING 















































































































































DISTANCE 



SHIELDING 
MATERIAL 


DOSIMETER READINGS 


AVERAGE 
READING 


% REDUCTION 




































J 













































































NAME 
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WORK SHEET FOR 
STUDENT PROFICIENCY EXERCISE 



STATION I, LEAK TESTING 

The results of the leak test were 



STATION II, PROTECTION FACTOR 

A. Outside dose rate = 
Inside dose rate = 
Shelter protection factor = 



outside dose rate 



inside dose rate 



B. Using the protection factor found in A above, calculate the following dose rates: 

1. Inside dose rate = 5 r/hr 
Protection factor = 
Outside dose rate r: 

2. Inside dose rate = 
Protection factor = 
Outside dose rate = 500 r/hr 

NAME 
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STATION III, PERSONNEL MONITORING 



Place an X on the diagram corresponding to exact 

locations contamination is found on the person being 
monitored. 
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FALLOUT FORECASTING PROBLEMS 



Problem 1 

Strike: 5-megaton detonation on Detroit, Mich. 

Closest Rawin Station: Flint, Mich. 

Latest UF Data: 11408 21310 41112 60920 80818 

Plot the probable area to be affected by fallout from this weapon 
during the first 3 hours after detonation. 



LAKE 
HURON 



FNT 



MICHIGAN 



Detroit I 




OHIO 



40 



80 



120 



160 



200 Miles 



Scale 1" = 40 Miles 



Stem 



Cloud 



Ground Zero 



20 mile diameter 

10,000 and 20,000 ft. vectors 

40 mile diameter 

40,000 60,000, and 80,000 ft. vectors 
40 mile diameter 
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Problem 2 

Strike: ' 8-tnegaton detonation on Miami, Fla. 

Closest Rawin Station: Miami, Fla. 

Latest UF Data: MIA 11409 21409 41912 62116 82418 

Plot the probable area to be affected by fallout from this weapon 
during the first 6 hours after detonation. Include the hourly 
isochrones of fallout arrival. 




MIAMI 



0 80 160 240 320 400 Miles 




Scale 1" = 80 miles 



Stem 20 mile diameter 

10,000 and 20,000 ft. vectors 
Cloud 40 mile diameter 

40,000, 60,000 and 80,000 ft. vectors 
Ground Zero 40 mile diameter 
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DOSE AND DOSE RATE PROBLEMS 



Dose Rate Problems 

1. If the dose rate at 1 hour after burst is 40 
r/hr, what will be the dose rate at 2, 4, 6, 8, 
and 10 hours? 

2. If the dose rate at H+1 is 100 r/hr, what 
will be the dose rate at 2, 4, and 10 hours? 

3. If the dose rate at H+1 is 350 r/hr, what 
will be the dose rate at 5, 8, and 12 hours? 

4. If the dose rate at H+6 was 45 r/hr, what 
would be the dose rate at 1, 9, 12^ and 15 
hours? 

5. If the dose rate at H+12 was 80 r/hr, what 
would be the dose rate at 1, 16, and 24 
hours? 

6. If the dose rate at H+20 was 10 r/hr, what 
will be the dose rate at 1, 20, 25, and 32 
hours? 

7. If the dose rate at H + 30 is 10 r/hr, when 
would the dose rate be 7 r/hr? 

8. At H+20 days the dose rate in an area is 3 
r/hr. What will be the dose rate at H+25 
day?? 

9. In a sheltered area with a protection factor 
of 100, the dose rate is 10 r/hr at H+10. 
What wiU be the unsheltered dose rate at 
H+18? 

10. In a shelter with a protection factor of 
1,000, the dose rate at H + 24 is 15 r/hr. 
What will be the dose rate in the shelter at 
H+40? 

Dose Problems 

11. If the dose rate at H+1 was 200 r/hr, what 
would be the dose of a monitor if he entered 
the area at H+12 and stayed 4 hours? 

12. If the dose rate at H+1 was 50 r/hr, what 
would be the dose of a monitor if he stayed 
in this area from H + 5 to H + 8? 

13. If the dose rate at H+1 was 500 r/hr, what 
would be the total dose of a monitor who 
remained in this area for a 1.5 hour period 
beginning at H+12? 
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14. What would be a monitor's dose if he 
entered an urea at H+6 and left at H+8? 
At the time of entry, the dose rate was 
15 r/hr. 

15. Firemen must put out a fire in an area 
where the dose rate was 50 r/hr at H+7. 
What will be their mission dose if it takes 
6 hours to fight the fire and they start their 
mission at H + 12? 

16. Vital medical supplies must be moved to a 
shelter area. The task will require 30 
minutes. If the worker enters the area at 
H+6 when the dose rate is 200 r/hr, what 
dose will he receive? 

17. An individual left a shelter at H+6 on a 
mission to a nearby shelter but never 
arrived at the other shelter. At H+30 a 
rescue team found him unconscious in the 
contaminated area outside the original 
shelter. At that time the dose rate was 
14 r/hr. What dose was received by the 
unconscious individual? 

18. A rescue team entered a contaminated area 
at H+12 and accomplished a task in 4 
hours. What was their dose if the dose 
rate at time of exit was 12 r/hr? 

19. No water is- available in a .shelter. There 
is a safe supply nearby. It is a 45 minute 
walk to the water and the mission will begin 
at H+10. If the dose rate at H+7 was 
30 r/hr, what dose will be received in 
obtaining the water for the shelter? 

20. What is the dose received in a shelter from 
H+18 to H + 24, if the unsheltered dose 
rate at H+16 was 120 r/hr and the shelter 
protection factor is 200? ' , i; . 

Entry Time Problems 

21. If the dose rate in an area was 300 r/hr at 
H+1, when can a monitor enter the area 
for a 3-hour stay and receive less than 50 r? 

22. A monitor naust stay in an area for 1 hour. 
The dose rate in this area at H+1 was 150 
r/hr. He must Hmit his dose to 15 r. 
When can he enter? 

21 
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23. In order to keep a monitor's dose below 20 
r for a stay time of 2 hours, what is the 
earliest possible entry time into^'an area 
where the dose rate was 120 r/hr at H+1? 

24. If the dose rate in an area is 5 r/hr at 
H+20 and an individual must stay there 
3 hours, what is the earliest time he can 
enter and not exceed a dose of 10 r? 

25. A mission dose is set at 35 r. The dose rate 
in an area was 18 r/hr at H+15. When 
can workers enter this area for a 3-hour 
period? 

26. The task of removing equipment which 
is located in a contaminated area will 
require 3 hours. The mission dose is set 
at 50 r and the dose rate at H+9 was 
50 r/hr. When can the salvage crew enter 
the area? 

27. A monitor must make a survey of an area 
which will require 2 hours. The mission 
dose is set at 35 r and the dose rate in the 
area was 18 r/lir at H + 1 day. When will 
the monitor be able to enter the area? 

28. People want to move from an improvised 
shelter to a community shelter. At H + 6 
thfe route to be traveled had an average dose 
rate of 85 r/hr. The trip will take 2 hours 
and the mission dose is 50 r. When can 
they leave? 

29. A supply of drugs must be delivered as soon 
as possible to a shelter. The drive takes 
3 hours. The average dose rate along the 
route to be followed was 125 r/hr at H+4. 
The mission dose is 75 r. What is the 
earliest time that the drugs can arrive at the 
shelter? 

30. A shelter with a protection factor of 500 
is running low on food. The nearest 
supply would require 1-hour round-trip 
to obtain it. The average dose rate over 
the route to be traveled was 60 r/hr at H + 7. 
The mission dose is set at 50 r. When can 
the mission be started to obtain the food? 

Stay Time Problems 

31. A mission dose is set at 25 r and the mission 
will begin at H+12. What stay time is 
permitted, if the dose rate at H + 1 was 
500 r/hr? 



32. At H+1 the dose rate was 200 r/hr. If 
entry into the area is made at H+6 and 
the mission dose is set at 50 r, what is the 
allowable stay time? 

33. A family entered a contaminated area at 
H + 5. Their dose should not exceed 35 r 
How long can they stay in this area if the 
dose rate at time of entry was 20 r/hr? 

34. At H + 12 a monitor must start an emer- 
gency mission outside his assigned shelter. 
At H + 6 the outside dose rate was 75 r/hr. 
If his mission dose is not to exceed 20 r, 
how long can he take for the task? 

35. At H + 3 the dose rate in an area was 40 r/hr. 
A rescue squad entered the area at H+5. 
How long can they stay in the area if their 
dose is not to exceed 25 r? 

36. Personnel working in a warehouse in a con- 
taminated area received a dose of* 150 r. 
At H+1 the dose rate was 1,300 r/hr and 
they entered the working area at H+8. 
How long were they in the area? 

37. A message must be hand carried to another 
shelter. What is the maximum time for 
the mission if the average dose rate between 
the shelters was 90 r/hr at H+2? The 
mission dose is set at 35 r and the messenger 
is to leave shelter at H+6. 

38. At H+15 a Radef Officer must move to 
another control center 75 miles away. The 
average dose rate over the area of travel 
was 75 r/hr at H+6. How fast will , he 
have to travel in order not to exceed a dose 
of 50 r? 

39. An individual travels at a speed of 35 m.p.h. 
through a contaminated area where the 
average dose rate was 100 r/hr at H + 5. 
How far will he be able to travel before 
seeking shelter if he entered the area at 
H+13 and must limit his dose to 80 r? 

40. Due to crowded shelter conditions some 
people will be moved at H+9 to another 
shelter. The outside dose rate was 250 r/hr 
at H + 3. Their exposure is not to exceed 
35 r. How long do they have to transfer 
shelters? 
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ANSWERS 



1. 18,7.6,4.7,3.4,2.6 
r/hr 

2. 44, 19, 6.5 v/hr 
a. 51, 30, 18 r/hr 

4. 380, 28, 20, 15 r/hr 

5. 1600, 58, 35 r/hr 

6. 370,10, 8, 6 r/hr 

7. H+40 

8. 2.5 r/hr 

9. 500 r/hr 
10. 8 r/hr 



35 r 
15 r 

36 r 
25 r 
120 r 
90 r 
800 r 

18. 60 r 

19. 27 r 

20. 2.7 r 



11. 
12. 
13. 
14. 
15. 
16. 
17. 



21. H + 11 

22. H+6 

23. H + 7 

24. H+27 

25. H+21 

26. H + 22 

27. H+23 

28. H + 17 

29. H + 18 

30. H+8 



1 hour 

2.7 hrs. 
2.2 hrs. 
.6 hour 

1.5 hrs.. 

1.6 hrs. 

1.8 hrs. 

38. 38 m.p.h. 

39. 95 miles 

40. .5 hr. 



31. 
32. 
33. 
34. 
35. 
36. 
37. 



5000 



3000 



aooo 



lOOO 

aoo 
•oo 

400 

300 
aoo 



100 
ao 

•o 

40 

30 

20 



Dost Rate 
atH^t 

(Rf) 



Dose Rate 
atH+1 

(RJ 




RATE 
NOMOGRAM 



Tine After Barst 



2— 
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SOURCE HANDLING TECHNIQUES 
HOMEWORK ASSIGNMENT 



A SHORT QUIZ WILL BE GIVEN OVER THIS MATERIAL DURING 
THE COURSE. SEE THE COURSE SCHEDULE FOR THE EXACT TIME. 



1. Study the sample Byproduct Material 
License. 

2. Study the following sections of lO-CFR-20, 
Standards for Protection Against Radiation. 

20.3 Definitions. 

20.4 Units of radiation dose. 

20.101 Exposure of individuals in restricted 
areas. 

20.104 Exposure of minors. 

20.201 Surveys. 

20.202 Personnel monitoring. 

20.203 Caution signs, labels, and signals. 

20.206 Instruction of personnel; posting of 

notices to employees. 

20.207 Storage of licensed material. 

20.401 Records of surveys, radiation moni- 

toring, and disposal. 

20.402 Reports of theft or loss of licensed 

material. 
20.601 Violations. 

3. Study the following sections of lO-CFR-30, 
Licensing of Byproduct Material. 

30.4 Definitions. 
30.31 Types of Licenses, 



30.32 Applications for specific licenses. 

30.33 General requirements for issuance 

of specific licenses. 

30.34 Terms and conditions of licenses. 

30.36 Expiration of hcenses. 

30.37 Application for renewal of license. 

30.38 Amendment of licenses at request of 

licensee. 

30.39 Commission action on applications 

to renew, or anaend. 

30.51 Records. 

30.52 Inspection. 

30.53 Tests. 

30.61 Modification and revocation of li- 

censes. 

30.62 Right to withhold or recall By- 

product Material. 
30163 Violations. 
4. Study the following sections of lO-CFR-31, 
General Licenses. 
31.2 Terms and conditions. 
31.4 Certain quantities of Byproduct 

Material. 

31.100 Schedule A — Generally licensed 
quantities. 
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U.S. ATOMIC ENERGY COMMISSION 



Compliance Offices 



Region Address 
I Region I, Division of Compliance 
USAEC 

376 Hudson Street 
New York, N.Y. 10014 
II Region II, Division of Compliance 
USAEC 

50 Seventh Street NE. 
Atlanta, Ga. 30323 

III Region III, Division of Compliance 
. USAEC 

Suite 410, Oakbrook Professional Building 
Oak Brook, 111. 60523 

IV Region IV, Division of Compliance 
USAEC 

10395 West Colfax Avenue 
Denver, Colo. 80215 

V Region V, Division of Compliance 
USAEC 

2111 Bancroft Way 
Berkeley, Calif. 94704 



Telephone 

Nights and 
Daytime holidays 

2 1 2-989-1 000 2 12-989- 1000 



404-526-579 1 404-526-579 1 



3 12-654-1680 312-739-7711 



303-297-421 1 303-237-5095 



415-841-5620 415-841-5620 



r 
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FORM AEC-374 
(1-60) 
10 CFR 30 



License Number 14-12501-01 
U.S. ATOMIC ENERGY COMMISSION Page 1 of 2 pages 

BYPRODUCT MATERIAL LICENSE Amendment No. 01 

Pursuant to the Atomic Energy Act of 1954 and Title 10, Cede of Fcderal'Regulations, Chapter 1, Parts 30, 
32, 33, 34, and 35, and in reliance on statements and representations heretofore made by the licensee, a license 
is hereby issued authorizing the licensee to receive, acquire, own, possess, transfer and import byproduct mate- 
rial listed below; and to use such byproduct material for the purpose(s) and at the place(s) designated below. 
This license shall be deemed to contain the conditions specified in Section iS3 of the Atomic Energy Act of 1954, 
and is subject to all applicable rules, regulations, and orders of the Atomic Energy Commission now or hereafter 
in efTect and to any conditions specified below. 



Licensee 

1. Iowa Civil Defense Division 

2. State Office Building, Room B-33 
Des Moines, Iowa 50319 


In accordance with application 
dat«d January 8, 19*^8 
3. License No .14-12501-01 is amended 
in its entirety to read as follows: 


4. Expiration date 

October 31, 1972 


5.Reference No. 


6. Byproduct material 7. Chemical and/or phyaical form 8. MaxlmumVte^t ofradioactivity which 
(element and mass number) licensee mev^>Q3»^«r at any one*time 



A. Cobalt 60 



9, Authorized use 



A. For use 
calibrat 





A. Office of Civil 
De f e n s e^^lpd^ \ 
CD V-^*6^- ' 
CD V-76*r<^^aled 
ource b\t:s 




A^ 40 sets 

izOO millicuries 
total 



rument operators and for instrument 



CONDITIONS 



oduct material may be used anywhere in the State of Iowa. 



11. The licensee shall comply with the provisions of Title 10, 
Part 20, Code of TeJeral Regulations, Chapter 1, "Standards 
for Protection Against Radiation." 

12. Byproduct material shall be used by, or under the supervision and 
in the physical presence of, individuals issued user certificates 
by the Iowa Civil Defense Division in accordance with criteria 
specified in Iowa Civil Defense Division Radiological Defense OCD 
Training Source Set Procedures Manual. 

13. Sealed sources containing byproduct material shall not be -opened. 

14. Each sealed source of licensed material used outside of a shielded 
exposure device shall have a durable, legible, and visible tag 
permanently attached by a durable ring. The tag shall be at least 
one (1) inch square, shall bear a conventional radiation symbol 



307-892 0 - 68 -3 
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Date- 



U. S. ATOMIC ENERGY COMMISSION 
BYPRODUCT MATERIAL UCENSE 

Supplementaiy Sheet 



Continued from Page 1 



Page 2 of 2 Pages 



License Number l4"12501-01 
Amendment No. 01 



prescribed in Section 20.203(a) of Part 20, and a minimum of the 
following instructions : DANGER - RADIOACTIVE MATERIAL - DO NOT 
HANDLE - NOTIFY CIVIL AUTHORITIES IF FOUND. 

Replacement of tags and rings shall be carried out by the licensee 
in accordance with instructions contained in Iowa Civil Defense 
Division Radiological Defense OCD Training Source Set Procedures 
Manual. 

15. A. Sealed sources containing byproduct material with a half-life 
greater than thirty (30) days and in any form other than gas 
shall be tested for external leakage and/or contamination upon 
receipt from another person, except wh8h*x?ie licensee receives 
certification from the person that the sources had b^en tested 
within six (6) months prior to transfer and foun^ 
surface contamination. Thereafter, sources shal 
leakage and/or contamination at intervals not to> 
months. Records of leak test results ^all be mal 
the licensee. 

B. The test for leakage and/or 
detecting the presence^f 0.0 
material on the test 4wple. 

C. If the test revea 
take imme 
thirty (3 

?es 
Co 

shall 



16 = 



17. 









atiotVShall be capable of 
rocurie of radioactive 



__ioa,"|:ive material, the licensee shall 
act\d>p ^ prevent spread of contamination and withi«n 
after completion of the test shall notify the 
Division of Materials Licensing, U. S. Atomic 
__on, Washington, D. C. , 20545. A copy of the 
, oi.«xx be sent to the Director, Region III, Division of 
ance, USAEC, 799 Roosevelt Road, Glen Ellyn, Illinois, 60137. 

D. Leak test of sealed sources in OCD Sealed Source Sets shall be 
performed by the licensee in accordance with instructions 
contained in Iov;a Civil Defense Division Radiological Defense 
OCD Training Source Set Procedures Manual. 

Byproduct material shall be stored at locations specified in 
Iowa Civil Defense Division Radiological Defense OCD Trailing 
Source Set Procedures Manual, except for temporary storage at 
locations where training courses are conducted. 

Except as specifically provided otherwise by this license, 

the licensee shall possess and use byproduct material described 



in Items 6, 7, and 8 of this 
statements , representations , 
application dated January 9, 



license in accordance with 
and procedures contained in 
1968. 

F^the U. S. Ator 



nergy Commission 



FEB 7 iHf^P 
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Iflntnpna Branch 

DWIflon of M«t«ri«tt Licanting 
Wathtngton^ D. C. 20S49 



2'8 



STORAGE 

Byproduct material in amounts not to exceed two (2) source sets (60 millicuries total) shall be 
stored in locked storerooms and/or vaults, except (or temporary storage at locations where train- 
ing courses and/or instrument calibration exercises are conducted. 

^'^'^2/ Location 
Cheyenne a. Maintenance and Calibration Facility 

b. Maintenance and Calibration Facility 

Evanston Basement, Uinta County Memorial Hospital 

Rock Springs 935 Adams (concrete vault) 

Cody Basement, Cody Auditorium 

Casper Casper College (Physics Lab. Vault) 

Lovell School (Shoshoni Ave.) (safe) 

Af ton % County Agent Veterans Building, Af ton, Wyo. 

Cheyenne Vault No. 2, State Office Building (Department of Health) 
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UNITED STATES ATOMIC ENERGY COMMISSION 

RULES and REOULATIONS • TITLE 10 - ATOMIC ENERGY 



STANDARDS FOR PROTECTION AGAINST RADIATION 




Obnbkal PBOVXaiON* 

Sec. 

20.1 Purpose. 

20.3 Scope. 
20.S DeAnlUoQs. 

20.4 nolU of rftdlatloQ doae. 

20.5 tJolU of nulloactlTlty. 

30.6 luterpretatloiM. 

30.7 Communicfttloiu. 

PEBMliSSIALX DOftEA, LeVSLS, AND 
Co N CENTIATIO N » 

20.101 Exposure of indlvlduaU to radiation 

In restricted areas. 

30.102 Determination of accumulated dose. 

20.103 Ezpcsure of Indlvlduala to concentra- 

tlona of radioactwe material In re- 
stricted areas. 

20.104 Exposure of minora. 

30.105 Permissible levelaof radiation in un- 

restricted areas. 

30.106 Concentrations In efBuents to un- 

restricted areas. 
:30.107 Medical diagnosis snd therapy. 
20.106 Orders requiring furnishing of bio- 

assay services. 

PBsCAunoNAirr Paockduxes 

20.201 SuiTsys. 
20.203 Personntl monitoring. 
20.301 Caution algns, Ubels, asd slgnAla. 
20J04 Btceptions from posting requlrs> 
ments 



30.206 Instruction of personnel; posting of 

notices to employees. 

30.207 Storage of licensed msterlslt. 

Wastk Disposal 

30.301 Osneral requirement. 

20.302 Method for obtaining spproTsl of 

proppstd disposal procedures. 

20.aOS Disposal by release Into sanitary sew- 
erage systems. 

20.304 DlspossI by burial in soil. 

20..10S Trestment or disposal by inciners- 
Uon. 

Raoosps, Rktosts, and Notitication 

30.401 Records of surTeys, radlstlon moni* 

torlng, and disposal. 
20.403 Reports of theft or loss of licensed 

material. 

30.403 Notiflcstlons of IncldenU. 

20.404 Report to former employees of ex- 

posure to radiation. 

20.405 Reports of OTerexposures snd exces- 

sive leTels snd concentrstlons. 

30.406 Notice to employees of exposure to 

radiation. 

BXCSmONS AND AjDOmONAL BBQCnaKMXNTS 

20.591 AppIlcatloM far exempt ions. 
aO.A03 AdtflUonal raqulramenU. 

ENronCCMENT 

20.601 Vlolstlons. 
Appendix A — (Refierved) 

Appendix B — Permissible Concentrstlons In 

air snd wster above nstursl bsckground. 
Appendix C. 

Appendix D — United Ststes Atomic Energy 
Commlislon Operstlons offices. 



General Provisions 
§ 20.1 Purpose. 

(a) The regulations in this part estab- 
lish standards for protection against 
radiation hazards arising out of activities 
under licenses issued by the Atomic 
Energy Commission and, are issued pur- 
suant to the Atomic Energy Act of 1954 
(68 Stat. 919). 

(b) The use of radioactive material or 
other sources of radiation not licensed 
by the Commission is not subject to the 
regulations in this part. However, it is 
the purpose of the regulations in this 
part to control the possession, use. and 
trahsfer of licensed material by any li- 
censee in such a manner that exposure 
to such material and to radiation from 
such material, when addeu to exposures 
to unlicciiaed radioactive material and 
to other unlicensed sources of radiation 
in the possession of the licensee, and to 
radiation therefrom, does not exceed the 
standards of radiation protection pre- 
scribed in the regulations in this part. 

§ 20.2 Scope. 

The regulations in this part apply to 
all persons who receive, possess, use or 
transfer byproduct material, source ma- 
terial, or special nuclear material under 
a general or specific license issued by the 
Commission pursuant to the regulations 
in Part 30. 40, or 70 of this chapter. 

§ 20.3 Definitions, 
(a) As used in this part: 

(1) "Act" means the Atomic Energy 
Act of 1954 (68 Stat. 919) including any 
amendments tl^ereto; 

(2) "Airborne radioactive material" 
means any radioactive material dispersed 
in the air in the form of dusts, fumes, 
mists, vapors, or gases; 

(3) "Byproduct material** means any 
radioactive material (except special nu- 
clear material) yielded in or made ra> 
dioactive by exposure to the radiation 
incident to the process of producing or 
utilizing special nuclear material; 

(4) "Calendar quarter" means any 
period determined according to either 
of the following subdivisions: 



♦Added 25 FR 13952 



(i) The first period of any year may 
begin on any date in January ; provided 
that the aecond, third and.fourth periods 
accordingly begin on the same date in 
April, July, and October, respectively, 
and that the fourth period extend Into 
January of the succeeding year, if nec- 
essary to complete a three-month quar- 
ter. During the first year of use of this 
method of determination by a licensee, 
the first period for that year shall alto 
include any additional days in January 
preceding the starting date for the first 
period. 

_(ii) The first period in a calendar year 
of 13 complete, consecutive calendar 
weeks; the second period in a calendar 
year of 13 complete, consecutive calen- 
dar weeks; the third period in a calendar 
year oi la complete, consecutive calendar 
weeks; the fourth period in a calen- 
dar year of 13 complete, consecutive 
calendar weeks. 

* Alternatively, the four periods may con- 
sist of the first 14 ccHnplete, consecutive 
calendar weeKs; the next 12 complete, 
consecutive calendar weeks; the next 14 
complete, consecutive calendar v/ctks; 
and the last 12 complete, consecutive 
calendar weeks, if at the end of a calen- 
dar year there are any days not falling 
within a complete calendar week of that 
year, such days shall be included (for 
purposes of this part) within the last 
complete calendar week of that year. 
If at the beginning of any calendar year 
there are days not falling within a com- 
plete calendar week of that year, such 
days shall be included (for purposes of 
this part) within the last complete cal- 
endar week of the previous year. 

No licensee shall change the method ob- 
served by him of determining calendar 
quarters for purposes of this part except 
at the beginning of a calendar year. 

(5) "Commission" means the Atomic 
Energy Commission or Its duly author- 
ized representatives; 

(6) "Government agency" means any 
executive department, commission, inde- 
pendent establishment, corporation, 
wholly or partly owned by the United 
States of America which is an Instru- 
mentality jot the United States, or any 
board, bureau, division, service, office, 
officer, authority, administration, or 
other establishment in the executive 
branch of the Government; 

August 9, 1966 
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(7) "Individuar' means any human 
being; 

(8) "Licensed material" means source 
material, special nuclear material, or by- 
product material received, possessed, 
used, or transferred under a general or 
specific license Issued by the Commission 
pursuant to the regulations In this 
chapter; 

(9) "License" means a license issued 
under the regulations In Part 30, 40, or 
70 of this chapter. "Licensee" means 
the holder of such license; 

(10) "Occupational dose" includes ex- 
posure of an individual to radiation (i) 
in a restricted area; or (ii) in the course 
of employment in which the individual's 
duties involve exposure to radiation: 
provided, that "occupational dose" shall 

01 not be deemed to include any exposure 

2 of an individual to radiation for the pur- 
pose of medical diagnosis or medical 

U; therapy of such individual. 

(11) "Person" means (i) any individ- 
ual, corporation, partne^faUCsiy tlnii; b650- 
elation, trust, estate, public or private 
Institution, group, Government agency 
other than the Commission, any otate, 
any foreign government or nation or any 
political subdivision -of *ny such gov- 
ernment or nations, or other entity ; and 
(iu any legal successor, representative, 
agent, or agency of the foregoing; 

(12) "Radiation" means any or all of 
the following: alpha rays, beta rays, 
gamma rays, X-rays, neutrons, high- 
speed electrons, high-speed protons, and 
other atomic particles: but not sound 
or radio waves, or visible, infrared^ or 
ultraviolet light; 

(13) "Radioactive material" includes 
any such material whether or not subjecc 
to licensing control by the Commission; 

ri»U4/ "Restricted area" means any 
area access to which Is controlled by the 
licensee for purposes of protection of 
^ individuals xrom exposure to radiation 
^ and radioactive materials. "Restricted 
u: area" shall not include any areas used 
^ as residential quarters, although a sepa- 
^ rate room or rooms in a residential 
I building may be set apart as a restricted 
I are a: 

(15) "Soiirce material" means (i) 
luranium or thorium, or any combina- 
^ tion thereof, in any physical or chemical 
2; form; or (ii) ores which contain by 
^ weight one-twentieth of one percent 
tt. (0.06%) or more of a. uranium, b. tho- 
^ rivim or c. any combination thereof. 
Source material does not include special 
nuclear material. 
j^(16) "Special nuclear material" means 
(I) Plutonium, uranium 233, uranluui 
enriched the isotope 233 or in the Iso- 
Z tope 235, and any other material which 
S the Commission, pursuant to the proYi- 
^ slons of accUon 51 of the act, determines 
J to be special nuclear material, but docs 
« not Include source material; or (ii) any 
material arttflcially enriched by any of 
the foregoing but does not include sourca 
I material; 



^ (17) "Unrestricted area" means any 
area access to which is not controlled by 
- the licensee for pui-poses of protection of 
J individuals from exposure to radiation 
^ and radioactive materials, and any area 
7 use d for residential quarters. 
— (b) Definitions of certain other words 
and phrases as used in this part are set 
forth in other sections, including: 

(1) "Airborne radioactivity area" de- 
fined in 9 20.203; 

(2) "RadiaUon area" and "high radi- 
ation area** defined in i 20 J02; 

(3 ) 'Tersonnel monitoring equipment** 
defined in 120^02; 

(4) "Survey" defined in i 20.201; 

(5) Unlth of measurement of dose (rad, 
rem) defined in i 20.4; 

(6) Units of measurement of radio* 
activity defined in i 20.5. 

§ 20.4 Units of ra<liaUon dote* 

(a) "Dose," as used in this part, is the 
qiuntity of radiation absorbed, per unit 
ot jnass, bj the tod^ or mjoj portion of . 
the body. When the rerolaUons in this 
pari specify a dose during a period of 
time, the dose means the total quantity 
of radiation absorbed, per unit of mass, 
by the body or by any portion of the 
body diuring such period of time. Several 
different units of dose are in ciurent use. 
Definitions of units as used in this part 
are set forth in paragraphs (b) and (c) 
of this section. 

(b) The rad, as used in this part, is a 
measure of the dose of any ionizing radi- 
ation to body tissues in terms of the 
energy absorbed per unit mass of the 

2 tissue. One rad is the dose correspond- 
o ing to the absorption of 100 ergs per gram 
K of tissue. (One miUirad (mrad) —0.001 
^ rad.) 

^ (c) The rem. as used in this part, Is 
a measure of the dose of any ionlzlnff 
radiation to body tissue In terms of its 
estimated biological effect relative to a 
dose of one roentgen (r) of X-rays. (Ona 
miUirem (mrem) —0.001 rem.) The rela* 
tion of the rem to other dose units de- 
pends upon the biological effect under 
consideration and upon the conditions of 
irradiation. IT'or the purpose of the ref- 
ulations in this part, any of the follow- 
ing Is conslden^ to be equivalent to a 
dose of one rem: 

(1) A dose of 1 r due to X~ or gamma 
radiation; 

(2) A dose of 1 rad due to X—, gamma, 
or beta radiation; 

(3) A dose of 0.1 rad due to neutrons 
or hi^^i energy protons; 

(4) A dose of 0.05 rad due to particles 
heavier than protons and wl ch sufficient 
energy to reach the lens of the eye; 
If it is more convenient to ^ti^v^sure the 
neutron fliu, or equivalent, to de- 
ter&ilne the- neutron dose Ij-^ 3^:Ads. as 
provided in subparagraph (.%}- of this 
paragraph, one rem of neutrc^rr^-^idiatlon 
may, for purposes of the reg'jt^Sj.vlons In 
this part, be assiuned to be (^t^ilvalent 
to 14 million neutrons per square centi- 
meter Incident upon the body; or, if 
there exists sufficient information to esti- 
mate with reasonable accuracy the ap- 
proximate distribution in energy of the 



neutrons, the incident number of neu- 
trons per square centimeter equivalent 
to one rem may be estimated from the 
following table: 

Kbcteon Flux Dosi Equitalbnts 



NtutroQ energy (Me?) 


N^umbcr of 
neutroas P^r 
tquAT* oea- 
tlmctcr 

tquivAlcnt 
to Ados* o( I 

rtm (nea* 

trons/cm*) 


flui to 
dctlTcr 100 
mllUrun In 
40 boon , 
(neutron*/ 
cm* ptr see.) 


TbtnnBl 




«70 


OJOOOl 


720X10« 


SOO 


0.005 


•aoxio* 


&70 




400X101 


2» 


0.1 


laoxioi 


10 




43X101 


» 


IjO 


aoxioi 


It 


2.5 


20X10* 


ao 


6.0 


aaxio* 


IS 




24X101 


17 


10 


34X10* 


17' 


10 to 30 


14X10* 


lU 



(d) For determining exposures to X or 
'^nuna Tftys u? tG*^ Mw,'th€ <io»t limits 
specified in SI 20.101 to 20.104, inclusive, 
may be assumed to be equivalent to the 
"air dose". For the purpose of this part 
"air dose" means that the dose is meas- 
ured by a properly calibrftt>ii appropriate 
Instrument In air at or near the body sur- 
face in the region of highest dosage rate. 

§ 20.5 VniXn of rudiourlivily. 

(a ) Radioactivity is commonly, and for 
purposes of the regulations in this part 
shall be. measured in terms of disintegra- 
tions per unit time or in curies. One curie 
(c) =3.7X10" disintegrations per sec- 
ond (dps) =2.2X10'' disintegrations per 
minute (dpm). A commonly used sub- 
multiple of the curie is the microcurie 
ific) . One ;zc=b.000001 c=3.7 X 10* dps= 
2.2X10* dpm. 

(b) For purposes of the regulations in 
this part, it may be assumed that the 
daughter activity concentrations in the 
following table are equivalent to an air 
concentration of 10-^ microcuries of 
Radon 222 per milliliter of air in equilib- 
rium with the daughters RaA, RaB, RaC. 
andRaC: 



Maximum time 
between collection nnci 
measurement (hours)' 


Alplia-emitting daughter 
activity collected per 
milliliter of nir 


Micro- 
curies/cc 


Total alpha 
disintegra- 
tions per 
minute per 

CO. 


0,5 


7.2X10-S 


0.16 


1 


4.5X10-i 


0. 10 


o 


1.3X1(^^ 


0.028 




0.3X1 0-s 


0. 0072 



t Th« dumtion of Mmple cnllectlon and the duration 
of m«*5urem«nl nhoaUi b« .wfTiciently short corai)*r<?a 
10 the tim« bet wet- n ooU«ctlon and me*suremcnl, m not 
to h«ve • 5t«tistic«Uy sijniftcant efTect uiwn the result*. 
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Natural uranium and natural: 



(c) 

- thorium. (1) por purposes of the regu- 
lations in this part, one curie of natural 
uranium (U-natural in Appendix B or 
C) means the sum of 3.7 X 10'* disintegra- 
tions per second from U-238 plus 
3.7x10" dis/sec from U-234 plus 9X10' 
dis/sec from U-235. Also, a curie of 
natural thorium (thorium-natural in 
Appendix B or C) means the sum of 
3.7X10" dis/sec from Th'" plus 3.7x10'"' 
dis/sec from Th"^ 

(2) Per the purpose of the regulations 
in this part, one curie of natural uranium 
5^ (U-natural in Appendix B or C) is equlv- 
2 alent to 3.000 kilograms, or 6,615 pounds 
a of natural uranium; and one curie of 
^ natural thorium (thorium-natural In 
« Appendix B or C) Is *»nulvalent to 9,000 
kilograms or 19,850 pounds of natural 
thorium. 

§ 20.6 Inierpretalionn. 

Except as specifically authorized by 
the Commission In writing, no Interpreta- 
Uuii oT'ttie tneaning of the regulations in 
this part by any officer or employee of 
the Commission other than a written in- 
terpretation by the General Counsel will 
be recognized to be binding upon the 
-^Commi.ssion, 

§ 20.7 Communicalions. 

Except where otherwise specified In 
this part, all communications and re- 
I ports concerning the regulations In this 
«> part, snd applications filed under them, 
S should be addressed to the Director of 
^ Regulation, U S Atomic Energy Com- 
u. mission, Washington, D.C., 20545. Com- 
^ munications, reports and applications 
may be delivered In person at the Com- 
mission's offices »t 1717 H Street NW., 
Washington. D.C.; at 4915 St. Elmo Ave- 
nue, Bethesda, Md.; or at Germantown, 
LMd.; 

§ 20.101 Expeetirs of inuividuuls lo ra> 
diation in r<cslricled areas. 

(a) Except as provided in paragraph 
(b) of this section, no licensee shall 
possess, use, or transfer licensed mate- 
rial in such a manner as to cause any. 
individual in a restricted area to receive 
in any period of one calendar quarter 
from radioactive material and other 
sources of radiation in the licensee's pos- 
session a dose in excess of the limits 
specified in the following table: 

Rems per calendar quarter 

g 1. Whole body; head and trunk; active 
blood-forming organs; lens of 
K eyes; or gonads 114 

2. Hand."? and forearms: feet and 

ankles 1 IBY^ 

3. Skin of whole body 7i/j 

(b) A licensee may permit an indi- 
vidual in a restricted area to receive a 
dose to the whole body greater than that 
permitted under paragraph, (a) of this 
section, provided ." 

(1) During any calendar quarter the 
dose to thn whole body from radioactive 
material and other sources of radiation 
in the licensee's possession shall not ex- 
ceed 3 rems; and 

(2) The dose to the whole body, when 
added bo the accumulated occupational 
dose to the whole body, shall not exceed 
5 (N-18) rems where "N" equals the in- 



dividual's age In years at his last birth- 
day: and 

(3) The licensee has determined the 
Individual's accumulated occupational 
dose to the whole body on Form AEC-4, 
or on a clear and legible record contain- 
ing all the Information required In that 
form; and has otherwise complied with 
the reoulrements of § 20.102. As used In 
paragraph (b) , "Dose to the whole body" 
shall be deemed to Include any dose to 
the whole body, gonads, active blood- 
forming organs, head and trunk, or lens 
of eye. 

§ 20.102 Determination of accumulated 
dose. 

(a) This section contains require- 
ments which must be satisfied by 
licensees who propose, pursuant to para- 
graph (b) of § 20.101, to permit Individ- 
uals in a restricted area to receive ex- 
posure to radiation In excess of the limits 
.specified in paragraph (a) of i 20.101. 

(b) Before permitting any Individual 
in a restricted area to receive exposure 
to radiation In excess of the limits spec- 
ified In paragraph (a) of i 20.101, each 
licensee shall: 

(1) Obtain a certificate on Form 
AEC-'t, or on a clear and legible record 
containing all the Information required 
in that form, signed by the individual 
showing each period of time after, the 
Individual attained the age of 18 In which 
the Individual received an occupational 
dose of radiation; and 

(2) Calculate on Form AEC-4 in ac- 
cordance with the Instructions appear- 
ing therein, or on a clear and legible 
record containing all the information 
required in that form, the previously ac- 
cumulated occupational dose received by 
the Individual and the additional dose 
allowed for that individual under 
§ 20.101(b). 

(c) (1) In the preparation of Form 
AEC-4, or a clear and legible record con- 
taining all the Information required In 
that form, the licensee shall make a rea- 
sonable effort to obtain reports of the 
Individual's previously accumulated oc- 
cupational dose. For each period for 
which the licensee obtains such reports, 
the licensee' shall use the dose shown in 
the report In preparing the form. In 
any case where a licensee is unable to 
obtain reports of the individual's occu- 
pational dose for a previous complete 
calendar quarter, it shall be assumed 
that the individual has received the oc- 
cupational dose specified In whichever 
of the following columns apply: 





Column 1 


Column '2 




A5SUmed 


Assumc<i 




exposure 


exposure 


Part of body 


In rems for 


In rems for 




CAlendnr 


c;ilcn<ltr 




quftrters 


quftrtors 




prior to 


bcgltmlnn oit 




Jan. 1, 1001 


or ftfti'f 






Jftn. 1, 19G1 


Whole body, Ronads, 






•ctfVG blood'formlni? 






orRRns, head and trunk, 






lens of eye. 







(2) The llcen.<?ee shall retain and pre- 
serve records used In preparing Form 
AEC-4. 

If calculation of the Individual's ac> 
cumulated occupational dose for all 
periods prior to January 1, 1961 yields 
a result higher than the applicable ac- 
cumulated dose value for the individual 
as of that date, as specified in paragraph 
(b) of i 2Q.101, the excess may be disre- 
garded. 

§ 20.103 Exposure of individuals to 
concentrations of radioactive ma- 
terial in restricted areav. 

(a) No licensee shall possess, use or 
transfer licensed material In such a man- 
ner as to cause any Individual in a 
restricted area to be exposed to airborne 
radioactive material possessed by the 
licensee in an average concentration In 
excess of the limits specified In Appendix 
B, Table I, of this part. "Expose" as 
used In this section means that the In- 
divldual is present in an airborne con- 
centration. No allowance shall be made 
for the use of protective clothing or 
equipment, or particle size, except as 
authorized by the Commission pursuant 
to paragraph (c) of this section. 

(b) The limits given In Appendix B. 
Table I, of this part are based upon 
exposure to the concentrations specified 
for forty hours In any period of seven 
consecutive days. In any such period 
where the number of hours of exposure 
Is less tha" forty, the limits specif.cc? 
In the table may be increased propor- 
tionately. In any such period where 
the number of hours of exposure Is 
greater than forty, the limits specified 
in the table shall be decreased 
proportionately. 

(c) (1) Except as authorized by the 
Commission pursuant to this paragraph, 
no allowance shall be made for particle 
size or the use of protective clothing 
or equipment In determining whether an 
individual is exposed to an airborne con- 
centration in excess of the limits speci- 
fied In Appendix B, Table I. 

(2) The Commission may authorize a 
licensee to expose an individual in a re- 
stricted area to airborne concentrations 
in excess of the limits specified in Ap- 
pendix B, Table I, upon receipt of an 
application demonstrating that the con- 
centration Is composed In whole or in 
part of particles of such size that such 
particles are not resplrable: and that 
the Individual will not inhale the con- 
centrations in excess of the limits estab- 
lished in Appendix B, Table I. Each 
application under this subparagraph 
shall include an analysis of particle sizes 
in the concentrations; and a description 
of the methods used in determining the 
particle sizes. 

(3) The Commission may authorize 
a licensee to expose an individual in a 
restricted area to airborne concentra- 
tions in excess of the limits specified in 
Appendix B, Table I, upon' receipt of 
an application demonstrating that the 
individual will wear appropriate pro- 
tective equipment and that the Individual 
will not inhale, ingest or absorb quanti- 
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ties of radioactive material in excess of 
those which might otherwise be permit- 
ted under this part for employees in 
restricted areas during a 40-hour week. 
Each application under this subpara- 
graph shall contain the following 
inloiTnation: 

(i) A description of- the protective 
equipment to be employed, including the 
efficiency of the equipment for the ma- 
terial involved; 

(ii) Procedures for the fitting, main- 
tenance and cleaning of the protective 
equipment; and 

(iii) Procedures governing the use of 
the protective equipment, including su- 
pervisory procedures and length of time 
the equipment will be used by the indi- 
viduals in each work week. The pro- 
posed periods for use of the equipment 
by any individual should net be of such 
duration as would discourage observance 
by the individual of the proposed pro- 
cedures; and 

(iv) The average concentrations pres- 
ent in the areas occupied by employees. 

§ 20.104 ExpOiiure of iiiinor.H. 

(a) No licensee shall possess, use or 
transfer licensed material in such a 
manner as to cause any individual within 
a restricted area who is under 18 years 
of age, to receive in any period of one 
calendar quarter from radioactive ma- 
terial and other sources of radiation in 
the licensee's possession a dose in excess 
of 10 percent of the limits specified in 
the table in paragraph (a) of § 20.101. 

(b) No licensee shall possess, use or 
transfer licensed material in such a 
manner as to cause any individual 
within a restricted area, who is under 18 
years of age to bo exposed to airborne^ 
radioactive material possessed by t.^ ^ 
licensee in an average concentration li 
excess of the limits specified '^^ Appendix 
B, Table II of this part 
of this paragraph, conf 
be averaged over peri^ 
than a week. 

(c) The provisions of 
of § 20.103, shall apply to exposures sub- 
ject to paragraph (b) of this section. 

§ 20.105 IVrnii.s.sible levels of rudiution 
in unre.strii'ted arc<«s. 

(a) There may be included in any ap- 
plication for a license or for amendment 
of a license proposed limits upon levels 
of radiation in unrestricted areas result- 
ing from the applicant's possession or 
use of radioactive material and other 
sources of radiation. Such applications 
should include information as to antici-. 
pated average radiation levels and an- 
ticipated occupancy times for each 
unrestricted area involved. The Com- 
mission will approve the proposed limits 
if the applicant demonstrates that the 
proposed limits are not likely to cause 
any individual to receive a dose to the 
whole body in any period of one calendar 
year in excess of 0.5 rem. 

(b) Except as authorized by the Com- 
mission piir.<;uant to paragraph (a) of 
this section, no licensee shall possess, use 
or transfer licensed material in such a 
manner''as to create in any unrestricted 
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area from radioactive material and other 
sources of radiation in his possession: 

(1) Radiation levels which, if an indi- 
vidual were continuously present in the 
area, could result in his receiving a dose 
in excess of two millirems in any one 
hour, or ^ 

(2) Radiation levels which, if an indi- 
vidual were continuously present in the 
area, could result in his receiving a dose 
in excess of 100 millirems in any seven 
consecutive days. 

§ 20.106 Concentrations in efTliients to 
nnrestricted ureas. 



(a) A licensee shaU not possess, use, 
or transfer licensed material so as to re- 
lease to an unrestricted area radioactive 
material in concentrations Which exceed 
the limits specified in Appendix "B", 
Table II of this part, except as authorized 
pursuant to § 20.302 or paragraph (b) of 
this section. Fo-i; purposes sec- 
tion concentrations may be averaged over 
a period not greater than one year. 

(b) An application for a license or 
amendment may include proposed limits 
higher than those specified in para- 
graph (a) of this section. The Commis- 
sion will approve the proposed limits 
if the applicant demonstrates: 

(1) ' That the applicant has made\ 
reasorukble effort to minimize the radid 
activity contained in efflijOTlErxto unJ 
restricted areas; and 

(2) That it is not li^, 
active materiardischarg^ 



e exposi 
ations 




would result 
vidual 
mate: 
limits 
II .of tl 

(c) Ai 
mrsuant 




radio- 
e effluent 
of an indi- 
adioactive 
water exceeding the 
ipendix "B", Table 



[PPlWation for higher limits 
paragraph (b) of this sec- 
shall include Information demon- 
st^»ting that the applicant has made a 
^ reasonable effort to minimize the radio- 
«N activity discharged in effluents to unre- 
stricted areas, and shall include, as 
pertinent ; 

(1) Information as to fiow rates, total 
volume of effluent, peak concentration of 
each radionuclide in the effluent, and con- 
centration of each radionuclide in the 
effluent averaged over a period of one 
year at the point where the effluent leaves 
a stack, tube, pipe, or similar conduit; 

(2) A description of the properties cf 
the effluents, including: 

(i) chemical composition; 

(ii) physical characteristics, including 
suspended solids content in liquid efflu- 
ents, and nature of gas or aerosol for air 
effluents; 

(iii) the hydrogen ion concentrations 
(p") of liquid effluents; and 

(iv) the size range of particulates in 
effluents released into air. 

(3) A description of the anticipated' 
human occupancy in the unrestricted 
area where the highest concentration of 
radioactive material from the effluent is 
expected, and, in the case of a river or 
stream, a description of water uses down- 
stream from the point of release of the 
effluent. 



(4) ^ information as to the highest con- 
centration of each radionuclide in an 
unrestricted area, including anticipated 
concentrations averaged over a period of 
one year: 

(i) In air at any point of human oc- 
cupancy; or 

(11) In water at points of use down- 
stream from the point of release of the 
effluent.- 

(5) The background concentration of 
radionuclides in the receiving river or 
stream prior to tbp release of liquid 
effluent. 

(6) A description of the environmental 
monitoring equipment, including sensi- 
tivity of the system, and procedures and 
calculations to determine concentrations 
of radionuclides in the unrestricted area 
and possible reconcentratlons of radio- 
nuclides. 

(7) A description of the waste treat- 
ment facilltle-s and procedures used to 
reduce the concentration of radionuclides 
in effluents prior to their release. 

(d) For the purposes of this section 
the concentration limits In Appendix "B", 
Table n of Ji:^ part^ shall apply at the 

the restricted area. The 
of radioactive material 
a stack, pipe or sim- 
be determined with 
point where the material 
leaves the conduit. If the conduit dis- 
cijaf^s within the restricted area, the 
centration at the boundary may be 
determined by applying appropriate 
factors for dilution, dispersion, or decay 
between the point of discharge and the 
boundary. 

(e) In addition to limiting concen- 
trations in effluent streams, the Com- 
mission may limit quantities of radio- 
active materials released in air or water 
during a specified period of time if it 
appears that the daily intake of radio- 
active material from air, water, or food 
by a suitable sample of an exposed pop- 
ulation group, averaged over a peripd 
not exceeding one year, would otherwise 
exceed the daily intake resulting from 
continuous exposure to air or water con- 
taining one-third the concentration of 
radioactive materials specified in Ap- 
pendix "B", Table II of this part. 

(f) The provisions of this section do 
not apply to disposal of radioactive ma- 
terial into sanitary sewerage systems, 
which is governed by § 20.303 





§ 20.107 Medieal diagnosis and therapy. 

g Nothing in the regulations in this part 
'~ shall be interpreted as limiting the in- 
* tentlonal exposure of patients to radia- 
m tlon for the purpose of medical diagnosis 
or medical therapy. 
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§ 20-108 Orders requiring furni.sliing of 
bii»-::«««y services. 

Where necessaiy or desirable in order 
to aid in determining the extent of an 
individual's exposure to concentrations 
of radioactive material, the Commission 
may incorporate appropriate provisions 
In any license, directing the licensee to 
make available to the individual appro- 
priate bio-assay services and to furnish 
a copy of the reports of such services to 
the Commission. 

Precautionary Procedures 
§ 20.201 Surveys. 

(a) As used in the regulations in this 
part, "survey" means an evaluation of 
the radiation hazards incident to the pro- 
duction, use, release, disposal, or pres- 
ence of radioactive materials or other 
sources of radiation under a specific set 
of conditions. When appropriate, such 
evaluation Includes a physical survey of 
the location of materials and equipment, 
and measiiremenfcs of' levels of radiation 
or concentrations of radioactive material 
present. 

(b) Each licensee shall make or cause 
to be made such surveys as may be neces- 
sary for him to comply with the regula- 
tlona in this part. 

§ 20.202 '-Personnel monitoring. 

(a) Each licensee shall supply appro- 
priate personnel monitoring equipment 

. to. and shall require the use of such 
: equipment by: 

! (1) Each individual who enters a re- 
: stricted area under such circumstances 
; that he receives, or is likely to receive, 
i a dose in any calendar quarter in excess 
of 25 percent of the applicable value 
specified in paragraph (a) of § 20.101. 

(2) Each individual under 18 years of 
age who enters a restricted area under 
such circumstances that he receives, or 
is likely to receive, a dose in any calen- 
dar quarter in excess of 5 percent of 
the applicable value specified in para- 
graph (a) of § 20.101. 

(3) Each individual who enters a high 
radiation area. 

(b) As used in this part, 

(1) "Personnel monitoring equipment" 
means devices designed to be worn or 
carried by an individ'^al for the purpose 
of measuring the dose received (e. g.. 
film badges, pocket chambers, pocket 
dosimeters, film rings, etc.) ; 

(2) "Radiation area" means any area, 
accessible to personnel, in which there 
exists radiation, originating in whole or 
in part within licensed material, at such 
levels that a major portion of the body 
could receive in any one hour a dose In 
excess of 5 millirem, or in any 5 con- 
secutive days a dose in excess of 100 
millirems; 

(3) "High radiation area" means any 
area, accessible to personnel, in which 
there exists radiation originating in 
whole or in part within licensed mate- 
rial at such levels that a major portion 
of the body could receive in any one hour 
a dose in excess of 100 millirem. 



Or •"Danger " 



§ 20.203 Caution signs, lubels, and tig- 
nalft. 

(a) General (1) Except as otherwise 
authorized by the Commission, sym- 
bols prescribed by this section shall use 
the conventional radiation caution colors 
(magenta or purple on yellow back- 
ground). The symbol prescribed by this 
section is the conventional three-bladed 
design: 

RADIATION Symbol 

1. Cro88-hAtched area Is to be magentA or 

purple. ^ • 

a. Background Is to be yellow. 




(2) In addition to the contents of signs 
and labels prescribed In this section, li- 
censees may provide on or near such 
signs and labels any additional informa- 
tion which may be appropriate in aiding 
individuals to minimize exposure to radi- 
ation or to radioactive material. 

(b) Radiation areas. Each radiation 
area shall be conspicuously posted with 
a sign or signs bearing the radiation cau- 
tion symbol and the words : 

CAUTION 1 
RADIATION AREA 

(c) High radiation areas. (1) Each 
high radiation area shall be conspicu- 
ously posted with a sign or signs bearing 
the radiation caution symbol and the 
words: 

CAUTION » 
HIGH RADIATION AREA 

(2) Each high radiation area shall be 
equipped with a control device which 
shall either cause the level of radiation 
to be reduced below that at which an 
individual might receive a dose of 100 
millirem in one hour upon entry into 
the area or shall energize a conspicuous 
visible or audible alarm signal in such 
a manner that the individual entering 
and the licensee or a supervisor of the 
activity are made aware of the entry. 
In the case of a high- radiation area es- 
tablished for a period of 30 days or less, 
such control device is not required. 

(d) Airborne radioactivity areas. (1) 
As used in the regulations In this part, 
"airborne radioactivity area" means (i) 
any room, enclosure, or operating area 



in which airborne radioactive materials, 
composed wholly or partly of licensed 
material, exist In concentrations in ex- 
cess of the amounts specified In Appen- 
dix B, Table I, Column 1 of this part; or 
(ii) any room, enclosure, or operating 
area In which airborne radioactive mate- 
rial composed wholly or partly of licensed 
material exists In concentrations which, 
averaged over the number of hours in 
any week during whlcii irmivlduals are 
in the area, exceed 25 percent of the 
amounts specified in Appendix B, Table I. 
Column 1 of this part. 

(2) Each airborne radioactivity area 
shall be conspicuously posted with a sign 
or signs bearing the radiation caution 
symbol and the words: 

CAUTION * 
AIRBORNE RADIOACTIVITY AREA 

(e) Additional requirements. (1) Each 
area or room In which licensed material 
is used or stored and which contains any 
radioactive material (other than natural 
uranium or thorium) In an amount ex- 
ceeding io times the quantity of sxich 
material specified in Appendix C of this 
part shall be conspicuously posted with 
a sign or sighs bearing the radiation 
caution symbol and the words: 
CAUTION » 
RADIOACTIVE MATERIAL(8) 

(2) Each area or room In which nat- 
ural uranium or thorium is used oi 
stored In an amount exceeding one- 
hundred times the quantity specified Ie 
Appendix C of this p?rt shall bs con- 
spicuously posted with a sign or signs 
bearing the radiation caution symbol 
and the words: 

CAUTION 
— . RADIOACTIVE MATERIAL(S) 

- (f) Containers. (1) Except as pro- 
vided In subparagraph (3) of this para- 
graph, each container of licensed mate- 
rial shall bear a durable, clearly visible 
label identifying the radioactive con- 
tents. 

(2) A label required pursuant to sub- 
paragraph (1) of this paragraph shall 
bear the radiation caution symbol and 
the words "CAUTION, RADIOACTIVE 
MATERIAL" or "DANGER, RADIOAC- 
TIVE MATERIAL". It shall also provide 
sufficient Information ^ to permit In- 
dividuals handling or using the con- 
talners. or working In the vicinity there- 
2 of, to take precautions to avoid or mini- 
^ mize exposures. 

u. (3) Notwithstanding the provisions of 
- subparagraph <1) of this paragraph, 
*^ labeling is not required: 

(I) For containers that do not con- 
tain licensed materials In quantities 
greater than the applicable quantities 
listed in Appendix C of this part. 

(ii) For containers containing only 
natural uranium or thorium In quantities 
no greater than 10 times the applicable 
quantities listed in Appendix C of this 
part. 

(ill) For containers that do not con- 
tain licensed materials in concentrations 



^ As appropriate, the Information will In- 
clude radiation levelt, kinds of material, es- 
timate of activity, date for which activity ia 
estimated, moss enrichment, etc. 
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greater thiin the applicable concentra- 
tions listed in Column 2, Table I, Ap- 
pendix B of ihl^ part. 

(iv) For containers when they are at- 
tended by an individual who takes the 
precautions necessary to prevent the 
exposure of any individual to radiation or 
radioactive materials in excess of the 

Z limits established by the regulations in 

g this part. 

- (v) For containers when they are in 
Of transport and packaged and labeled in 
accordance with regulations of the In- 
t«rstat« Commerce Commission, Federal 
Aviation Agency, or Coast Guard. 

(vi) For containers which are acces- 
sible' only to individuals authorized to 
handle or use them, or to work in the 
vicinity thereof, provided that the con- 
tents are identified to such individuals 
by a readily available written record. 

(vil) For manufacturing or process 
eqxiipment, such as nuclear reactors, re- 
dactor components, piping, and tanks. 
20.204 ExceplionA from posting re- 
quiremenl». 

NotwiJthstAnding the 
5 20.203, 



sure; shall be instructed in the applicable 
provisions of Commission regulations 
and licenses for the protection of per- 
sonnel from exposures to radiation or 
radioactive materials; and shall be ad- 
vised of reports of radiation exposure 
which employees may request pursuant 
to these regulations. 

(b) Each licensee shall post a current 
copy of the regulations in this part, a 
copy of the license, and a copy of oper- 
ating procedures applicable to work 
undpr the iicense conspicuously in a suf- 
ficient number of places in every estab- « ^ , 
lishment where employees are employed ^ '^©ral government or 
in activities licensed by the Commission L government, 
to permit them to observe such docu- 
ments on the way to or from their place 
of employment or shall keep such docu- 
ments available for employees' examina- 
tion upon reo.uest. 



of the environment. Including . topo- 
graphical, geological, meteorological, 
and hydrological characteristics; usage 
of ground and surface waters in the gen- 
eral area; the nature and location of 
other potentially affected facilities; and 
procedures to be observed to minimize 
the risk of unexpected or hazardous 
exposures. 

The Commission will not approve any 
application for a license to receive II- 
^ censed material from other persons for 
u. disposal pn land not owned by thf 
by a Stat.' 



into i>i«ni- 



.provisions 



— (c) Form AEC-.3, "Notice to Em- 
^ ployees", shall be conspicuously posted 
J In a sufBcIent number of places in every 
0/ !2 establishment where employees are em- 
ployed in activities licensed by the C<wi- 

(a) A room or area is not required to niission to permit employees working In 
be posted with a caution sign because of S or frequenting any portion of a restricted 
the presence of a sealed source provided I *r** ^ observe a copy on the way to or 
the radiation level twelve Inches from Lil°™ ^^^^^ place of employment. 

the surface of the source container or Not«: Copies of Form "Notice to 

housing docs not exceed five mllllrem 2 Employee*," m«y be obUlned by wrtting to 
per hour a: Director of the appropriate U.S. Atomic 

(b) Rooms or other areas in hospitals Smcf^..,2^i^~nrt.^''.?n°°;i tS^nP-J^f," 
M^i- i.^ I «. ^ 1.. omce Uitea In Appendix "D' or the Director, 

are not required to be posted with caution Division of Materuu Liceniing. u.s. Atomic 
signs because of the presence of patients u, Energy CommiMion. Waahington, D.C., 20546. 

T20.207 



containing byproduct material provided 
that there are personnel In attendance 
who shall take the precautions necessary 
to prevent the exposure of any Individual 
to radiation or radioactive material In 
excess of the limits established In the 
regulations In this part. 

(c) Caution signs are not required to 
be posted at areas or rooms containing 
radioactive materials for periods of less 
than eight hours provided that (i) the 
materials are constantly attended during 
such periods by an individual who shall 
take the precautions necessary to pre- 
vent the exposure of any individual to 
radiation or radioactive materials In ex- 
cess of the limits established In the regu- 



Licensed materials stored in an unre- 
stricted area shall be secured against un- 
authorized removal from the place of 
storage. k 

Waste Disposal 
§ 20.301' TFPnrrii! re»|nirenicnl. 

No licensee shall dispose of licensed 
material except: 

(a) By transfer to an authorized re- 
cipient as Provided In the regulations in 
Part 30, 40, or 70 of this chapter, which- 
ever may i^e applicable ; or 

(b) As authorized pursuant to 
§ 20.302; or • 

(c) As provided in § 20.303 or 



lations in this part and : (2) such area or ^ , " Jv/i^ » ' . °' 

wroom is subject to the licensee's control, si^^i^^^^ applicable respectively to the 

g disposal of licensed material by release 
into sanitary sewerage systems or burial 
2 in soil, or in § 20.106 (Concentrations in 
« Effluents to Unrestricted Areas). 

§ 20.302 Melhofl for obliiining approval 
, of proposed disposal procedures. 
Any licensee or applicant for a license 
may apply to the Commission for ap- 
proval of proposed Procedures to dispose 
of licensed material in a manner not 
otherwise authorized In the regulations 
in this chapter. Each application should 
include a description of the 
licensed material and any other radio- 
active material involved, including the 
quantities and kinds of such material 
and the levels of radioactivity involved, 
and the proposed manner and condi- 
tions of disposal. The application should 
also include an analysis and evaluation 
of pertinent information as to the nature 



4 (d) A room or other area is not re- 
quired to be posted with a caution sign 

o because of the presence of radioactive 
^ materials packaged and labeled in ac- 
u. cordance with regulations of the Inter- 
^ state Commerce Commission, Federal 
*^ Aviation Agency, or Coast Guard. 

u 

r§ 20.206 Inslriirlion of personnel; posl- 
inp of nolires to employers. 

(a) All individuals working in or fre- 
^ quenting any portion of a restricted area 

5 shall be informed of the occurrence of 
*" radioactive materials or of radiation in 
* such portions of the restricted area: 

shall be instructed in the safety prob- 
lems associated with exposure to such 
materials or radiation and in precau- 
tions or procedures to minimize expo- 



' For example, container! In locationj auch 
M water- fined canala, storage vaulta, or hot 
celli. 

August 9, 1966 
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§20 .303. Disposul by release 
lary sewerap;e systems. 

No licensee shall discharge licensed 
material into a sanitary sewerage system 
unless: 

(a) It is readily soluble or dispersible 
in water; and 

(b) The quantity of any licensed or 
other radioactive material released Into 
the system by the licensee in any one. 
day does not exceed the larger of sub- 
paragraphs (1) or (2) of this paragraph: 

(1) The quantity which. If diluted by 
the average dally quantity of sewage re- 
leased Into the sewer by the licensee, 
will result In an average concentration 
equal to the limits specified in Appendix 
B, Table I, Column 2 of this part; or 

(2) Ten times the quantity of such 
material specified In Appendix C of this 
part; and 

(c) The quantity of any licensed or 
other radioactive material released In 
any one month, if diluted by the average 
monthly quantity of water released by 

Z. the licensee, j^ill not result in an average 
g concentration excesdingf the limits spec- 
^ Ifled In Appendix B, Table I, Column 2 
u. of this part; and 

!f» (d) The gross quantity of licensed and 
jther radiottuCive material released Into 
the sewerage system by the licensee does 
not exceed one curie per year. 

Excreta from Individuals undergoing 
medical diagnosis or therapy with radio- 
active material shall be exempt from 
any limitations contained In this 
section. 

§ 20.304 Disposal by burial in soil. 

No licensee shall dispose of licensed 
material by burial in soil unless: 

(a) The total quantity of licensed and 
other radioactive materials burled at any 
one location and time does not exceed, at 
the time of burial, 1,000 times the amount 
specified In Appendix C of this part; and 

(b) Burial is at a minimum depth of 
four feet; and 

(c) Successive burials are separated by 
distances of at least six feet and not more 
than 12 burials are made in any year. 
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§ 20.305 TreaimenI or dbpoMil by indn. 
cralion. 

No licensee shall treat or dispose of 
licensed material by incineration except 
as specifleally approved oy the Commis- 
sion pursuant to H 20.10«(b) and 20.302 



RECORDS, RErORTS, AND NOXmCATIOlf 

§ 20.401 Records of surveys, rmliallon 
monitoring, ami dispoital. 

(a) Each licensee shall maintain rec- 
ords showing the radiation exposures of 
all individuals for whom personnel mon- 
itoring is required under § 20,202 of the 
regulations in this part. Such records 
shall be kept on Form AEC-5, in accord- 
ance with the instructions contained in 

^ that form or on clear and legible rec- 
§ ords containing all the information re- 

- quired by Form AEC-5. The dtfses en- 
J tered on the forms or records shall be for 
lo periods of time not exceeding one calen- 

dar quarter^ 

(b) EachMicensee shall maintain rec- 
ords in the same units used In 

this part, showing the results 
or surveys required by § 20,201 (b), and 
disposals made under IS 20.302, 20.303, 
jtnd 20.304, 

^ Cc) Records of individual radiation 
exposure which must be maintained pur- 
suant to the provisions of paragraph (a) 

- of this section shall be pre^rved until 
lo December 31, 1»70, or until a date 5 years 

- after termination of the individual's em- 
tr ployment, whichever is later. Records 

which must be maintained pursuant to 
« ti»is part may be maintained in the form 
of microfilms, 

Notk: Prior to December 31, 1970, the Com- 
mission may amend thlt p*raRraph to aature 
the further preservation of records which It 
determines should not be destroyed. 

!g20, 102 RrporlH nf lUvfi „r \u-h of 
tli-riiHod niiiiorinl. 

Each liccn.scc shall report by tdciihonc 
and telegraph to the Director of tlic 
appropriate Atomic EncrBy Commission 
RcKional Compliance OlTice listed in Ap- 
pendix D, immediately after its occur- 
rence Ixjcomcs known to the licensee, any 
loss or theft of liccn.scc! material in such 
qimntitics and under such circumstances 
that it appears to the Ucensce that a 
substantial hazard may result to persons 
in uruTStrictcd areas. 

§20. Nolirirnliiinh of iuri«U*nl?«. 

{a> Immediate notification. Each li- 
censee shnll immccUatcly notify the Di- 
rector of the appropriate Atomic Energy 
Cojnmi.ssion ROKional compliance Omcc 
shown in Appendix D by telephone and 
tclcnraph of any incident involving by- 
product, source or special nuclear mate- 
rial possessed by him and which n-iiiy 
have caused or threatens to cause: 

( n Exposure of tlic whole body of any 
Individual to 25 rcms or more of radia- 
tion: exposure of the skin of the whole 
body of any individual of 150 rom,s or 
more of radiation: or c.Kpoaurc of the 
feet, ankles, hands or forearms of any 
individual to 375 rems or more of radia- 
tion: or 



(2) The release of radioactive mate- 
rial in conccntratlon.s which, if averased 
over a period of 24 hours, would exceed 
5,000 times the limits specified for .such 
materials in Appendix B. Table 11; or 

(3) A loss of one wor^ciiifr week or 
more of Uic operation of any facilitit-s 
afl'ected: or 

(4) Damnpe to property In exces^i of 
$100,000. 

(b) Twenty-four hour nutiftralion. 
Each licensee shall v.'ithln 24 hours 
notify tlic Director of tlic appropriate 
Atomic Energy Commission Regional 
Compliance Ofnee listed in Appendix D 
by telephone and tclct'raph of any inci- 
dent involvinff licensed tnatcrial pos- 
ses,scd by liim and which may have 
caused or threatens to cause: 

(1) Exposure of the whole body of any 
individual to 5 rems or more of radia- 
tion; exposure of the skin of tlie whole 
body of any individual to 30 reOM or 
more of radiation; or exposure of the 
feet, ankles, hands, or forearms to 75 
rems or, more, of radiation; or 
' (2) The release of radioactive mate- 
rial In concentrations which, if aver- 
aged over a period of 24 hours, would 
exceed 500 times the limits specified for 
such materials in Appendix B. Table 11; 
or 

(3) A loss of one day or more of the 
operation of any facilities affected; or 

(4) Damage to property in excess of 
$1.000. 

<c) Any report filed with the Com- 
^ mission pursuant to this section shall Z 
prepared so that names of individual! § 
£ who have received exposure to radiation - 
« will be stated in a separate part of the " 
7 Report, 

j-§ 20,404 lU'port to former eiiiployce.s of 
cxpo:<iiro to ruiliatioii. 

At the request of a former employee 
each licensee shall furnish to the former 
employee a report of the former em- 
ployee's exposure to radiation as shown 52 
in records maintained by the licensee 
pursuant to ^ 20,401(a). Such report 
shall be furnished within 30 days from 
the time the request is made; shall cover S report 
each calendar quarter of the individual's 
employment involving exposure to radi- 
ation, or such lesser period as may be 
W requested by the employee. The report 
g shall also include the results of any cal- 
— eulations and analyses of radioactive 
J material deposited in the body of the 
^ employee and made pursuant to the pro- 
visions of § 20,108, The report shall be 
in writing and contain the following 
statement: 

This report is fiirntshed to you under the 
provisions of the Atomic Energy Commission 
regulations entitled "Standards for Protec- 
tion Against Radiation" (10 CPR Part 20). 
You should preserve this report for future 
reference^ 



§ 20.405 Reporli of overexpoturet and 
excettiive levels and concenlrationt. 



(a) In addition tc any notification 
required by f 20.403, each licensee shall 
make a report in writing within 30 daya 
^ the • Director, Divi- 

sion of Compliance, u.S. 
Atomic Energy Commission, Washington, 
D C, 20545 with 
a copy to the Director of the appropriate 
Atomic Energy Commiuion Regional 
Compliance OfHce listed in Appendix D, 
of (1) each exposure of an individual to 
radiation or concentrations of radioac- 
tive material in excess of any applicable 
limit in this part or in the licensee's 
license; (2) any incident for which noti- 
fication is required by f 20.403; and (3) 
levels of radiation or concentrations of 
radioactive material (not involving ex- 
cessive exposure of any individual) in 
an unrestricted area in excess of ten 
times any applicable limit set forth in 
this part or in the licensee's license. 
Each report required under this para- 
graph shall describe the extent of ex- 
posure of persons to radiation or to 
radioactive mkletrlal; levels 'ot radiation 
and concentrations of radioactive mate- 
rial involved: the cause of the exposure, 
levels or concentrations; and corrective 
steps taken or planned to assure against 
a r ecurrence. 

<b) In any case where a licensee is 

required pursuant to the provisions of 
this section to report to the Commission 
any exposure of an individual to radia- 
tion or to concentrations of radioactive 
material, the licensee shall also notify 
such individual of the nature and extent 
of exposure. Such notice shall be in 
writing and shall contain the following 
statement: 

This report Is furnished to you under the 
provlilont of the Atomic Energy Commission 
regulations entitled "Standards for Protec- 
tion Against Radiation" (10 CFR Part 20), 
Tou should preserve this report for future 
reference. 

^ ^{c) Any report filed with the Com- 
2 mission pursuant to this section shall be 
^ prepared so that names of Individuals 
* who have received exposure to radiation 
^ will be stated in a separate part of the 



(b) The former employee's request 
should include appropriate identifying 
data, such as social security number 
and dates and locations of employment. 



"**Kcvis6d 32 FR 10432 



-§ 20.406 Noiioe to employees of ex- 
posure to rudintion. 

At the request of any employee, each 
licensee shall advise such employee an- 
nually of the employee's exposure to 
radiation as shown in records main- 
tained by the licensee pursuant to 
§ 20,401(a). 

Exceptions and Additional 
^ Requirements 

2 § 20.501 Applications for exemptions. 
J The Commission may, upon application 
xn by any licensee or upon its own initiative, 
grant such exemptions from the require- 
ments of the regulations in this part as 
it determines are authorized by law and 
will not result in undue hazard to life 
or property. 

§ 20.502 Additional requirements. 

The Commission may, by rule, regula- 
tion, or order, impose upon any licensee 
such requirements, in addition to those 

September 2, 1967 
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established In the regulations in this 
part, as it deems appropriate or necessary 
to protect health or to minimize danger 
to life or property. 



§ 20.601 Violations. ,^ 

^ An injunction or other court order may 
5: be obtained prohibiting any violation of 
2 any provision of the act or any regulation 
K or order issued thereunder. Any person 
JJ; who willfully violates any provision of 
<^ the act or any regulation or order issued 
thereunder may be guilty of a crime, and 
upon conviction, may be punished by fine 
or imprisonment or both, as provided by 
law. 
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Gbnekal Provisions 

§ 30.1 Purpo»€ and »cop€. 

This part prescribes rules governing 
licensing of byproduct material under 
the Atomic Energy Act of 1954. as 
amended (68 Stat. 919), and exemptions 
from the licensing requirements per- 

« mitted by section 81 of the Act. applicable 

S to all persons in the United Sf^tes. 

£ § 30.2 Resolution of conflict. 

o The requirements of this part are in 
addition to, and not in substitution for, 
other requirements of this chapter. In 
any conflict between the requirements in 
this part and a specific requirement in 
another part of the regulations in this 
chapter, the specific requirement gov- 
erns. 



§ 30.3 Acfivittcs requiring license. 
~' Except for persons exempt as provided 
in this part and Part 150 of this chapter, 
no person shall manufacture, produce, 
transfer, receive, acquire, own, possess, 
use, import or export byproduct material 
except as authorized In a specific or gen- 
eral license issued pursuant to the regu- 
lations in this chapter. 

§ 30.4 Definitions. 

As UMd In this part and Parts 31-36 
of this chapter: 

"Act'Mneajvs the Atomic Energy, 
Act of 1954, including any amendments 
thereto; 

(b) Terms defined in section 11 of the 
Act shall have the same meaning when 
used In the regulations in this part and 
Parts 31-36 to the extent such terms are 
not specifically defined in this part; 

(c) "Agreement State" means any 
State with which the Commission has 
entered into an effective agreement un- 
der subsection 274b. of the Act. "'Non- 
agreement State" means any other State ; 

(d) "Byproduct material" means any 
radioactive material (except special 
nuclear material) yielded in or made 
radioactive by exposure to the radiation 
incident to the process of producing or 
utilizing special nuclear material; 

(e) "Commission" means the Atomic 
Energy Commission and Its duly author- 
ized representatives; 

(f) "Curie" means that amount of 
radioactive material which disintegrates 
at the rate of 37 billion atoms per 
second; 

(g) "Government agency" means any 
executive department, commission, Inde- 
pendent establishment, corporation, 
wholly or partly owned by the United 
States of America which Is an Instrumen- 
tality of the United States, or any board, 
bureau, division, service, office, officer, 
authority, administration, or other estab- 
lishment in the executive- branch of the 
Government; 

(h) "Human use" means the Interna^ 
or external administration of byproduct 
material, or the radiation therefronfi, to 
human beings; 

'(I) "License", except where otherwise 
specified means a license for byproduct 
material issued pursuant to the regula- 
tions in this chapter; 

(j) "Microcurie" means that amount 
of radioactive material which disinte- 
grates at the rate of 37 thousand atoms 
per second; 



(k) "Person" means (1) *ny individ- 
ual, corporation, partnership, firm, as- 
sociation, trust, estate, public or private 
institution, group, Government agency 
other than the Commission, any State or 
any political subdivision of, or any po- 
litical entity within a State, any foreign 
government or nation or any political 
subdivision of any such* government or 
nation, or other entity; and (2) any legal 
successor, representative, agent, or agen- 
cy of the foregoing; 

(1) "Physician" means an individual 
licensed by a State or territory of the 
United etates.-'Uie Blatrict ef Columi>l& ' 
or the Commonwealth of Puerto Rico to 
dispense drugs in the practice of «iedl- 
clne; 

(m) "Production -facility" means pro- 
duction facility as defined In the regula- 
tions contained in Part 50 of this chapter; 

(n) "Radiographer" means any Indi- 
vidual who performs or who. In attend- 
ance at tlie site where the sealed source 
or sources are being used, personally 
supervises radiographic operations and 
who is responsible to the licensee for as- 
suring compliance with the re<iulrement8 
of the Commission's regulations and the 
conditions of the license; 

(o) "Radiographer's assistant" means 
any individual who, under the personal 
supervision of a radiographer, uses radio- 
graphic exposure devices, sealed sources 
or related handling tools, or survey In- 
struments in radiography; 

(p) "Radiography" means the examl^ 
nation of the structure of materials by. 
nondestructive methods, utilizing sealed 
sources of byproduct materials; 

(q) "Research and development" 
'means (1) theoretical analysis, explora- 
tion, or experimentation; or (2) the ex- 
tension of Investigative findings and 
theories of a scientific or technical na- 
ture Into practical application for experi- 
mental and demonstration purposes, In- 
cluding the experimental production and 
testing of models, devices, equipment, 
materials and processes. "Research and 
development" as used in this part and 
Parts 31-36 does not include the internal 
or external administration of byproduct 
material, or the radiation therefrom, to 
human beings; 

(r) "Sealed source" means any by- 
product material that is encased in a 
capsule designed to prevent leakage or 
escape of the hypTOduct material; 

(s) "Source material" means source 
material as defined In the regulations 
contained In Part 40 of this chapter; 

(t) "Special nuclear material" means 
special nuclear material as defined in 
the regulations contained in Part 70 of 
this chapter; 
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(u) ••United States", when used in a 
geographical sense, includes all territo- 
ries and possessions of the United States, 
the Canal Zone and Puerto Rico; 

(V> "Utilization facility" means a uti- 
lization facility as defined in the regula- 
tions contained in Part 50 of this 
chapter. 

§ 30.5 Interpret ationn. 

Except as specifically authorized by 
the Commission in writing, no interpre- 
tation of the meaning of the regulations 
in this part and Parts 31-3C by any of- 
ficer or employee of the Commission 
other than a written Interpretation by 
the General Counsel will be recognized 
to be binding upon the Commission. 
§ 30.6 Communications. 

Except where otherwise specified, all 
communications and reports concerning 
the regulations in this part and Parts 
31-36 and applications filed under them, 
should be addressed to the Director of 
Regulation, U.S. Atomic Energy Com- 
mission, Washington, D.C., 20545. Com- 
munications, reports and applications 
may be delivered in person at the Com- 
mission's offices at 1717 H Street NW., 
Washington. D.C.; at 4915 St. Elmo Ave- 
nue. Bethesda, Md.; or at Germantown, 
Md. 

Exemptions 
§ 30.1 1 Exrmplions from licenniiig. 

The Commission may upon the appli- 
cation of any interested person, or upon 
its own initiative, exempt certain classes 
or quantities of byproduct material or 
kir.ds of uses or users from the require- 
ments for a license set forth in section 81 
of the Act and in the regulations in this 
part and Parts 31-3C when it makes a 
finding that the exemption of such 
classes or quantities of such material'or 
such kinds of uses or users will not 
constitute an unreasonable risk to the 
common defense and security and to the 
health and safety of the oublic.'^'^'' 
§ 30.12 Persons using byproduct mate- 
rial under certain Atomic Energy 
Commission contracts. 

Any prime contractor of the Commis- 
sion is exempt from the requirements for 
a license set forth in sections 81 and 52 
of the Act and from the regulations in 
this part to the extent that such con- 
tractor, under his prime contract with 
the Commission, manufactures, pro- 
duces, transfers, receives, acquires, owns, 
possesses, uses, Import-s, or exports by- 
product material for: (a) The perform- 
ance of work for the Commission at a 
United States Government-owned or 
controlled site, including the transpor- 
tation of byproduct material to or from 
such site and the performance of con- 
tract services during temporary inter- 
ruptions of such transportation; (b) re- 
search in, or development, manufacture, 
storage, testing or transportation of, 
atomic weapons or components thereof; 
or (c) the use or operation of nuclear 
reactors or other nuclear devices in a 
United States Government-owned ve- 
hicle or vessel. In addition to the fore- 
going exemptions, any prime contractor 
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or subcontractor of the Commission Is 
exempt from the requirements for a li- 
cense set forth in sections 81 and 82 of 
the Act and f^m the regulations in this 
part to the extent that such prime con- 
tractor or subcontractor manufactures, 
produces, transfers, receives, acquires, 
owns, possesses, uses, imports or exports 
byproduct material imder his prime con- 
tract or subcontract when the Commis- 
sion determines that the exemption of 
the prime contractor or subcontractor is 
authorized by law; and that, under the 
terms of the contract or subcontrict, 
there Is adequate assurance that the 
work thereunder can be accomplished 
without undue risk to the public health 
and safety. Any person exempt from 
licensing under this part prior to the 
effective date of this amendment who 
would otherwise be required by virtue of 
this section to obtain a license shall 
continue to be so exempt on an Interim 
basis. Such Interim exemption shall ex- 
pire CO days from the effective date of 
this amendment, .unless, within said 60- 
day period either an application for a 
license covering the activity or an appli- 
cation for an appropriate exemption 
under this section is filed with the Com- 
mission. If either such application Is 
filed within such 60-day period, the 
Interim exemption shall remain in effect 
until final action in the matter is taken 
by the Commission. 

§ 30.13 Carriers. 

Common and contract carriers and the 
United States Post Office Department are 
exempt from the regulations in this part 
and Parts 31-36 and the requirements 
for a license set forth in section 81 of the 
Act to the extent that they transport by- 
product material in the regular course 
of their business as carriers. 

§ 30.14 Exempt concentrations. 

(a) £Ixccpt as provided in paragraphs 
(c) and (d) of this section, any person 
is exempt from the requirements for a 
license set forth in section 81 of the Act 
and from the regulations in this part and 
Parts 31-36 of this chapter to the extent 
that such person receives, possesses, uses, 
transfers, owns or acquires products or 
materials containing byproduct material 
in concentrations not in excess of those 
hstcd in S 30.70. 

(b) This section shall not be deemed 
to authorize the import of byproduct ma- 
terial or products containing byproduct 
material. 

(c) A manufacturer, processor, or pro- 
ducer of a product or material in an 
agreement State is exempt from the re- 
quirements for a license set forth in sec- 
tion 81 of the Act and from the regula- 
tions in this part and Parts 31, 32, 33, 34 
and 36. to the extent that he transfers 
byproduct Kiaterial contained in a prod- 
uct or material in concentrations not in 
excess of those specified in | 30.70 and 
introduced into the product or material 
by a licensee holding a specific license 
issued by an agreement state or the Com- 
mission expressly authorizing such intro- 
duction. This exemption does not apply 



to the transfer of byproduct material 
contained In any food, beverage, cos- 
aetic, drug, or other commodity or prod- 
uct designed for ingestion or inhalation 
by, or application to, a human being. 

(d) No person may Introduce byprod- 
uct material into a product or material 
knowing or having reason to believe that 
It will be transferred to persons exempt 
under this section or equivalent regu- 
lations of an agreement State, except In 
accordance with a license Issued pur- 
suant to 132.11 of this chapter or the 
general license provided in i 150.20 of 
Part 150. 



30.15 Certain hems containing tritium 
or promethium 147. 

(a) Except for persons who apply 
tritium or promethium 147 to, or persons 
who ii^corporate tritium or promethium 
147 into, the following products, or per- 
sons who import for sale or distribution 
the following products containing tritium 
or promethium 147, any person is exempt 
from the requirements for a license set 
forth in section 81 of the Act and from 
the regulations in Parts ?n and 30-36 of 
this chapter to the extent that such per- 
son receives, possesses, uses, transfers, 
exports, owns, or acquires the following 
products : 

(1) Timepieces or hands or dials con- 
taining not more than (i) 25 milllcuries 
of tritium per timepiece, (ii) 5 millicuries 
per hand, or (iii) 15 millicuries per dial 
(bezels when used shall be considered as 

^ part of the dial) . 

(2) Lock illuminators containing not 
more than 15 millicuries of tritium or not 

^ more than 2 millicuries of promethium 
^ 147 installed in automobile locks. The 
^ levels of radiation from each lock il- 
luminator containing promethium 147 
will not exceed 1 millirad per hour at 1 
centimeter from any surface when meas- 
ured through 50 milligrams per square 
centimeter of absorber. 

(3) Balances of precision containing 
not more than 1 millicurie of tritium per 
balance or not more than 0.5 millicurie 
of tritium per balance part.* 

(4) Automobile shift quadrants con- 
taining not more than 25 millicuries of 
tritium. 

* ♦ (5) Marine compasses containing not 
more than 750 millicuries of tritium ga^ 
and .other marine navigational instru- 
ments containing not more -than 250 
.millicuries of tritium gas. 

TB^ Thermostat dials and pointers 
containing not more than 25 millicuries 
of tritium per thermostat. 
" (7) Glow lamps containing not more 
than 10 microcuries of tritium per lamp. 

*Add*d 31 FR 14349 
Amended 32 Ft 715 

* Export shipment of precision balances is 
•ubject to the llcenalng authority «nd regula- 
tions of the Department of Commerce. Is- 
suance of an exemption by the Atomic Energy 
Commission for export of tritium contained 
In balances of precision or the parts thereof 
does not relieve any person from complying 
with the licensing requirements and regula- 
tions of the Department. of Commerce. 
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centimeter from any surface when meas- 
ured through 50 miliigrams per square 
centimeter of absorber. 

(3) Balances of precision containing 
not more than 1 mlllicurle of tritium per 
balance or not more than 0.5 mlllicurie 
of tritium per balance part.' 

(4) Automobile shift quadrants con- 
taining not more than 25 millicuries of 
. tritium. 



«^(5) Marine compasses containing not 
more than 750 mllUcurles of tritium gas 
and other marine navigational instru- 
ments containing not more^thsai 250 
mllUcurles of tritium gas. 

C6) Thermostat dials and pointers 
containing not more than 25 mllUcurles 
of tritium per thermostat. 
**(7) Glow lamps containing not more 
than 10 microcuries of tritium per lamp. 

^^,B) Spark gap tubes containing not 
more than 30 microcuries of promethium 

"147. The levels of radiation from each 
spark gap tube containing promethium 
147 wUl not exceed 0.5 mlllirad per hour 
at 1 centimeter from any surface when 
measured through 7 mlUigrams per 
square centimeter of absorber. 

(b) Any person who desires to apply 
tritium or promethium 147 to, or to In- 
corporate tritium or promethium 147 
Into, the products exempted In paragraph 
J2 (a) of this section, or who desires to Im- 
5o port for sale or distribution such products 
IK containing tritium or promethium 147, 
should apply for a specific license, pur- 
^ suant to 5 32.14 of this chapter, which 
Ur^nse states that the product may be 
distributed by the Ucensee to persons 
exempt from the regulations pursuant to 
paragraph (a) of this Section. 



•Export shipment of precision balances U 
•ubjcct to the licensing authority and regula- 
tions of tlie Department of Commerce. la- 
auance of an exemption by the Atomic Energy 
Commission for export of tritium contained 
In balances of precision or the part* thereof 
does not relieve any person from complying 
with the licensing requirement* and regula- 
tions of the Department of Commerce. 

Add.d 31 FR 14349 
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*§ 30.16 Rctsins containing scandtuni 46 
.and flctiigncd for nand^con soli dul ion 
in oil wclis. 
Any person is exempt from the require- 
ments for a license set forth in section 
81 of the Act and from the regulations 
in Parts 20 and 30^36 of this chapter to 
the extent that such person receives, 
possesses, uses, transfers, exports, owns, 
or acquii-es synthetic plastic resins con- 
taining scandium 46 which are designed 
for sand-consolidation in oil wells, and 
which have been manufactured or im- 
ported for sale or distribution, in accord- 
ance with a specific license issued pursu- 
ant to § 32.17 of this chapter or equiva- 
lent regulations of an agreement State. 
The exemption In this section does not 
authorize the manufacture or import of 
any resins containing scandium 46. 



* Added 32 Fit 4241 



LiCINSES 

§ 30.31 Typea of licenaea. 

Licenses for byproduct material are of 
two types: General and specific. Specific 
licenses are Issued to named persons 
upon applications filed pursuant to the 
regulations invthis part and Parts 32-36. 
General licenses are effective without the 
filing of applications with the Commis- 
sion or the Issuance of licensing docu- 
ments to particular persons. 

^ § 30.32 Applicationa for apccific li> 
cenaes. 

u. (a) Applications for specific licenses 
S ihould be filed on Form AEC-313, "Ap- 
plication for Byproduct Material Li- 
cense", with the Director, Division of 
Materials Licensing. tJ.S. Atomic En- 
e rgy Commission , Washington , D.C . , 
20545. Applications may be filed In per- 
son at the Comml&dion's offices at 1717 
H Street NW., Washington, D.C; at 4915 
St. Elmo Avenue, Bethesda, Md.; or at 
Germantown, Md. Information con- 
tained In previous applications, state- 
ments or reports filed with the Commis- 
sion may be incorporated by reference, 
provided that such references are clear 
and specific. 

(b) The Commission may at any time 
after the filing of the original applica- 
.tion, and before the expiration of the li- 
cense, require further statements in or- 
der to enable the Commission to deter- 
mine whether the application should be 
granted or denied or whether a license 
should be modified or revoked. 

(c) Each appUcaUon shall be signed 
by the applicant or licensee or a person 
duly authorized to act for and on his 
behalf. 

(d) An application for license filed 
pursuant to the regulations In this part 
and Parts 32-^6 will be considered also 
as an application for licenses authorizing 
other activities for which licenses are re- 
quired by the Act, provided that the ap- 
plication specifies the additional activ- 
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PART 30 - RULES 

rities for which liceniiea are reauested and 
complies with reguUtioiis of the Commis- 
sion as to applications for such licenses. 

§ 30.33 General rcquiremen^^i^ for i»sU' 
once of specific licenses. 

(a) An application for a specific li- 
cense will be approved if: 

(1) The application is for a purpose 
authorized by the Act; 

(2) The applicants proposed equip- 
ment and facilities are adequate to pro- 
tect health and minimize danger to life 
or property; 

(3) The applicant is qualified by train- 
ing and experience to use the material 
for the purpose requested in such man- 
ner as to protect health and minimize 
danger to life or property; and 

(4) The applicant satisfies any special 
requirements contained in parts 32-36. 

(b) Upon a determination that an ap- 
plication meets the requirements of the 
Act, and the regulations of the Commis- 
sion, the Commission will issue a spe- 
cific license authorizing the possession 
and use of byproduct material (Form 
AEC 374, "Byproduct Material License") .. 

§ 30.34 Terms «nd conditions of li- 
cences. 

(a) Each license issued pursuant to the 
regulations in this part and the regu- 
lations in Parts 31-36 shall be subject to 
all the provisions of the Act, now or here- 
after In effect, and to all valid rules, reg- 
ulations and orders of the Commission. 

(b) No license issued or granted pur- 
suant to the regulations in this part and 
Parts 31-3C. nor any right under a li- 
cense shall be transferred, assigned or in 
any manner disposed of, either volun- 
tarily or Involuntarily, directly or in- 
directly, through transfer of control of 
any license to any person, unless the 
Commission shall, after securing full in- 
formation, find that the transfer is In 
accordance with the provisions of the Act 
and shall (?ive its consent in writing. 

(c) Each person licensed by the Com- 
mission pursuant to the regulations in 
this part and Parts 31-36 shall confine 
his possession and use of the byproduct 
material to the locations and purposes 
authorized in the license. Except as 
otherwise provided In the license, a li- 
cense issued pursuant to the regulations 
in this part and Parts 31-36 shall carry 
with it the right to receive, acquire, own, 
possess and import byproduct material 
and to transfer such material to other 
licensees within the United states au- 
thorized to receivne such materiKl. 

(d) Each license Issued pursuant- to 
the regulations In this part and Parts 
31-36 shau be deemed to contah. the 
provisions set forth in section 183b -d. 
Inclusive, of the Act, whether or not 
these Provisions are expressly set forth 
m the license. 

(e) The Commission may Incorporate, 
in any license Issued pursuant to the reg- 
ulations In this part and parts 31-36, at 
the time of Issuance, or thereafter by 
appropriate rule, regtilatlon or order, 
such additional requirements and con- 
ditions with respect to the licensee's re- 
ceipt, possession, use and transfer of 
byproduct material as it deems appro- 
priate or necessary In order to: 

CD Promote the common defense and 
security ; 
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OF GENERAL APPLICABILITY 

(2) Protect health or to minimize dan- 
ger to life or property; 

(3) Protect restricted data; 

(4) Require such reports and the 
keeping of such records, and to provide 
for such Inspections of activities under 
the license as may be necessary or ap- 
propriate to effectuate the purposei of 
the Act and regulations thereunder. 

^ 'iO.35 References in licenses ouUUnd- 
ing on efTeclive dale of recodiftc&lion 
of this part. 

References to sections of Parts 30 and 
31 and to Parts 30 and 31 hi licefises out- 
standing on the effective date of this 
recodification shall be deemed to be 
references to the sections of Parts 30-3C 
and to Parts 30-38 superseding those 
denoted In the outstandinc licenses. 

§ 30.36 Expirulion of licenses. 

Except as provided In i 30.37(b) , each 
specific license shall expire at the end of 
the day. In the month and year stated 
therein. 

§ 30.37 Applications for renewal oj li- 

censes. 

(a) Applications for renewal of a spe« 
cific license shall be filed In accordance 
with § 30.32. 

(b) In any case In which a licensee, 
not less than thirty (30) days prior to 
the expiration of his existing license, has 
filed an application In proper form for 
renewal or for a new license, suchr exist- 
ing license shall not expire untU the ap- 
plication has been finally determined by 
the Commission. 

§ 30.38 Applications for amendment of 
licenses. 

Applications for amendment of a li- 
cense shall be filed In accordance with 
i 30.32 and shall specify the respects In 
which the licensee desires his license to 
be amended and the grounds for such 
amendment. 

§ 30.39 Commission action on applica- 
t:onfl to renew or amend. 

In considering an application by a li- 
censee to renew or amend his license the 
Commission will apply the applicable cri- 
teria set iorth in 5 30.33 and Parts 32-36 
of this chapter. 



Records. Inspections and Tests 

§ 30.51 Records. 

Each person who receives byproduct 
material pursuant to a license Lssued 
pursuant to the regulations In this part 
and Parts 31-36 shall keep records show- 
ing the receipt, transfer, export and dis- 
posal of such byproduct material. 

12 § 30.52 Inspections. 

» (a) Each licensee shall afford to the 
Q£ Commission at all reasonable times op- 
Q portunity to inspect byproduct material 
^ and the premises and facilities wherein 
byproduct material Is used or stored. 

(b) Each licensee shall make available 
to the Commission for inspection, upon 
reasonable notice, records kept by him 
pursuant to the regulations In this 
chapter. 



TO LICENSING, ETC. 

§ 30.53 Tests. 

Each licensee shall perform, or permit 
the Commission to perform, such tests as 
the Commission deems appropriate or 
necessary for the administration of the 
regulations In this part and Parts 31-36, 
Including tests of: 

(a) Byproduct material; 

(b) Facilities wherein byproduct ma- 
terial is utilized or stored; 

(c) Radiation detection and monitor- 
ing instruments; and 

(d) Other equipment and devices used 
in connection with the utilization or 
storage of byproduct material. 

ENroRCElCK^^T 

§ 30.61 Modificatton and revocation of 
licenses. 

(a) The terms and conditions of each 
license issued pursuant to the regula- 
tions in this part and Parts 31-36 shall 
be subject to amendment, revision or 
modification by reason of amendments 
to the Act, or by reason of rules, regu- 
lations and orders Issued In accordance 
with the terms of the Act. 

(b) Any license may be revoked, sus- 
pended or modified, in whole or In part, 
for any material false statement In the 
application or any statement of fact re- 
quired under section 182 of the Act, or 
because of conditions revealed by such 
application or statement of fact or any 
report, record or inspection or other 
means which would warrant the Com- 
mission to refuse to grant a hcerjx, on 
an original a, >icatlon, or for violation 
of, or failure to observe any of the terms 
and provisions of the Act or of any rule, 
regulation or order of the Commission. 

(c) Except In cases of willfulness or 
those In which the public health. Inter- 
est or safety requires otherwise, no li- 
cense shall' be modified, suspended or 
revoked unless, prior to the Institution 
of proceeding! therefor, facts or con- 
duct which may warrant such action 
shall have been called to the attention 
of the licensee in writing and the licensee 
shall have been accorded an oppor- 
tunity to demonstrate . or achieve com- 
pUance with all lawful requirements. 

§ 30.62 Right to withhold or recall by- 
product materisl. 

The Commission may withhold, recall 
or order the withholding or recall of by- 
product material from any licensee who 
is not equipped to observe or fails to 
observe such safety standards to pro- 
tect health as may be established by the 
Commission, or who uses such materials 
in violation of law or regulation of the 
Commission, or in a manner other than 
as disclosed In the application ther*'::? 
or approved by the Commission, 

§ 30.63 Violations. 

An injunction or other court order may 
be obtained prohibiting any violation 
of any provision of the Act or any regu- 
lation or order Issued thereunder. Any 
person who willfully violates any pro- 
vision of the Act or any regulation or 
order Issued thereunder may be guUty 
of a crime and, upon conviction, may be 
punished by fine or Imprisonment or 
both, as provided by law. 
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§ 30.70 
lions. 



Schedules 
Schedule A — Exempt concenlra- 



EUtnent (atomic 
number) 



Antimony (51) 

Argon (IS) 

Arsenic (33)... 

Barium (M) 



Bwylllum (4) 
Bismuth (»3)... 
Bromin* (3fi)... 
Cftdmium (48). 



Calcium (20). 



Carbon («).. 
Cerium (58). 



Cerium (M)- 



CiilorlnedT).... 
_ Chromium (24).. 
S cobalt (27) 



o; Copper (2V) 

Dysprosium (<}e). 



Erbium (fl8).... 
Europium (43). 



Fluorine (fl) 

Gadolinium (M).. 

GalUum (31) 

Germanium (32).. 
Geld (7fl) 



Hatolum (72).. 
Hydrogen (1).. 
Indium (4tt)... 

Iodine (63).... 



Iridium (77). 



Iron (2fl) 

Krypton (36). 



Lanthanuni (57).. 
Umd (82). 



Isotope 



Column 
I 



Gai con> 
centration 
uc/ml > 



Lutetium (71) 

Manganese (26) 



Mercury (80). 



Molybdenum (42). 
Noodymlum (CO).. 

Nickel (28) 

Niobium (Colum- 

bium) (41). 
Osmium (76) 

roUadlum (46)... 



Sb 122 
Sbl24 
Sb 125 
A 37 
A 41 
Al73 
As 74 
A3 7« 
A* 77 
Bai3l 

Bal40 
Be 7 

Bl 200 
Br 82 
CdlOe 
Cd 115m 
Cd 115 
Ca45 
Ca47 
C 14 
Ce 141 
Ce 143 
Ce 144 
Cs 131 
Cs 134m 
Cs 134 
CI 38 
Cr 51 
Co 57 
Co 58 
Co flO 
Cu M 
Dy 165 
Dy IW 
Er 160 
Er 171 
Eu 152 

(T/2«8.2Hr3) 
Eu 155 
F 18 
Gd 153 
Gd 159 
Ga72 
Ge71 
Au 106 
Au 106 
Au 100 
Hf 181 
113 

In 113m 
In 114m 
1 126 
I 131 
I 132 
I 133 
I 134 
Ir 100 
Ir 102 
It 104 
Fe65 
Fe50 
Kr 85m 
Kr g5 
La 140 
Pb203 
Lu 177 
Mn52 
Mn&4 
Mn M 
II K 107m 
Hp? 107 
ns203 
MoOO 
Ndl47 
Nd 140 
Ni 66 
Nb 05 
Nb07 
Os 185 
Os 101m 
Oe 101 
Oi 103 
Fd 103 
Pd 100 



Colunm 
II 

Liquid 
and 
solid 
concen- 
tration 
uc/ml > 



ixio-» 

4X10-^ 



3X10-* 
3X10-* 
8XI0-« 

ixio-i 

2X10-^ 



1X10-* 
3X10-* 



3X10-< 
2X10-< 
1X10-* 



5X^0-» 
5X10-* 
2X10-< 
8X10-< 
2X10-» 
3X10-< 
2X10-* 
4X10-< 
3X10-» 
2X10-» 
3X10-< 
3X10-< 

oxia-» 

6X10-* 
•X10-» 
0X10-* 
4X10-* 
IX 10-* 
2X10-» 
6X10-» 

oxio-» 

4X10-* 
2X10-» 
6X10-» 

ixio-» 

5X10-< 
3X10-» 
4XV0-» 
4X10-* 
0X10-* 

ixio-» 

6X10-* 

2X10-* 
8X10-» 
2X10-* 
8Xl()-< 
4X1CM 
2X10-> 
2X10-» 
5X10-< 
2X10-» 
7X1CM 
3X10-» 

ixio-> 

2X10-* 
2XlO-« 
2X10-» 
6X10-* 
7X10-* 
IXKH 
2X10-» 
4X10-* 
3X10-* 
8X10-> 
6X10-* 



2X10-* 
4X10-» 

ixio-» 

3XI0-* 

ixio-» 
ixio-» 

2X10-> 
3X10-» 
2X10-* 
2X10-» 
6X10-* 
3X10-» 

ixio-» 
ixio-J 
oxio-> 

7X10-* 
3X10-» 
2X10-* 
6X10-< 
3X10-* 

oxio-< 



Element (atomic 
nombeor) 



Iiotope 



Phoaphorus (18).. 
Platinum (78)..., 



Potaaeium (10).... 
Praseodymium 

(8»). 

Promettilum (61).. 
Rhenium (75) 



Rhodium (45). 



Rubidium (37)... 
Ruthenium (44). 



Samarium (62). 
Scandium (21).. 



Selenium (34).. 
Silicon (14).... 
Sllyer (47) 



Sodium (11).... 
Strontium (38). 



Sulfur (16) 

Tantalum (73).... 
Technetium (43). 

Tellurium (52)..., 



Terbium (65).. 
Thallium (81). 



Thulium (60)., 
Tin (60) 



Tunfsten (WoK- 

ram) (74). 
Vanadium (23)... 
Xenon (54) 



•ytterbium (70).. 
•yttrium (30).... 



Zinc (30) 

Zirconium (40). 



P82 

Pt 101 
Pt 103m 
Pt 107m 
Pt 107 
K42 
Pr 142 
Pr 143 
Pm 147 
Pm 140 
Re 183 
Re 186 
Re 188 
Rh lQ3m 
Rh 105 
Rb86 
Ru07 
Ru 103 
Ru 105 
Ru 106 
Sm 153 
6c 46 
SC 47 
Sc48 
Se 75 
Si 31 
A| 105 
A| 110m 
A| 111 
Na24 
Sr SO 
8r 01 
Sr 02 
S 35 
Ta 182 
TeO«m 
Tc06 
Te l2Am 
Te 127m 
Te 127 
Te 120m 
Te 131m 
Te 132 
Tb 160 
Tl 200 
Tl 201 
Tl 202 
T1204 
Tm 170 
Tm 171 
8n 113 
Sn 125 
W 181 
W 187 

va 

Xe 131m 
Xe 133 
Xe 135 

•yb 175 

y 00 

YOlm 
YOl 
V02 
Y03 
Zn65 
Zn 60m 
Zn60 
Zr 05 
Zr 07 



Beta and/or lamma 
emlttlne 
byproduct 
material not 
listed aboTe with 
halMlfelese than 
3 years. 



Column 
I 



Qagoon- 

cantrotlon 
oo/mJ > 



Column 

a 

LlQuld 
and 
ioUd 
oonoen- 
tratbn 
uc/ml • 



4X10-* 
3X10-* 
1X10-* 



2X\0-* 
1X10-* 

ixio-» 
ixio-» 
ixio-« 

3XlO-» 
3X\0-* 

ix\o-* 

2X10-» 
4X10-* 
6X10-» 

oxio-< 

6X10-* 

ixio-» 
ixio-« 

7X10-« 
4X10-» 

ix\o-* 
ixio-* 
ixio-< 
tx\o-* 

4X10-« 
9X\0-* 
3X\0-* 

sxio-* 
oxio-» 
ixio-* 

3X\0-* 
4X10-< 
2X\0-* 

ixio-< 

7X10-< 
7X10-* 
6X10-< 
4X10-* 
1X10-1 

ixio-* 

2XlO-» 
6X10-* 
3X10-* 
3X1>^ 
6X10-* 
3X10-* 
4X10-* 
4X10-» 
3X10-» 

ixio-» 

1X10-* 
6X10-* 
5X10-* 
0X10-* 
2X10-» 
4X10-* 
7X10-* 
3X10-^ 



CBO0S BxrauafCB Table 

New tectum Old section 

30.1 80.1.80.2 

80.2 New 

80.3 80.8 

30.4 80.4 

80.5 80.5 

30.6 Now 

30.11 30.8 

30.12 30,3 

30.13 30.7 

30.14 30.8.30.32(f) 

30.15 80.10 

30.18 30.12 

30.17 30.14 

30.31 30.20 

S0.32_w 30.22 

30.33 30.23, 30.31 (*) 

30.34 30.3a(a)-(d). 30 Jl(b). 30.38 

30.35 New 

30.38 30.34 

30.37 30.35 

30.38 30.38 

30.38 - .30.37 

30.51 30.41 

30.52 30.43 

30.68 30.44 

30.81 80.51 

30.82 30.52 

30.83 30.81 

30.70 30.73 



lX10-» 
2X10-* 
3X10-» 
3X10-* 
6X10-* 
3X10-* 

ixio-» 

7X10-* 
2X10-> 
6X10-* 
2X10-* 
1X10-* 



Note l; Mwiy radioisotopes dislntecrate Into Isotopee 
which arc also radloactlre. In expresslnc the concen- 
trations in Schedule A, the actlTity stated Is that ol the 
parent Isotope and takes Into account the dauchters. 

Note 2: For purposes of 1 30.14 where thero is InroWed 
» combination ot Isotopes, the limit tor the combination 
should be dorWed as follows: 

Determine tor each Isotope in the product the ratio 
between the concentration preeent In the product and 
the exempt concentration eetahllshed In Schedule A tor 
the spoclflc Isotope when not In combination. The sum 
of such ratios may not exceed "1" (I.e., unity). 
Example: 

Concentration of Isotope A In Product+ 
Exempt concentration of I»otope A 

Concentration of Isotope B in Product ^ 
Exempt 0Qnc«ntratlon of leotope B * 

1 Values are ilTen only for those materials normally 

usod as Kasca. 
* uc/gtn tor solids. 
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Sec. 

51.1 PurpoM and scope. 

31. 2 Terms and oondlUon*. 

31^ Certain devices and equipment. 

31.4 Certain quantities of byproduct ma- 

terial. 

31.5 Certain measuring, gauging or con- 

trolling dences. 
31.0 Oeneral license to isstall deTlces gen- 
erally licensed In i Sl.6. 

31.7 Luminous safety dSTloea for use In 

aircraft. 

31.8 Amerlclum 241 In the form of cali- 

bration or reference sources. 
31.0 Oensral license to own byproduct 
material. 

31.10 General license for Strontluin-90 
in ice detection devices 



SCHXDtTUS 

31.100 Schedule A— OeneraUy 
quantities. 



licensed 



§ 31.1 Purpose »nd scope. 

This part estftblishes general licenses 
for cerUln qUAntltiea of byproduct mate- 
rial and byproduct material contained 
In certain items. Part 30 of this chapter 
also contains provisions appUcable to the 
subject matter of this part, 
fi 31.2 Terms and condilions. 

(a) The general licenses provided In 
this part are subject to the provisions of 
1130.14(d), 30.34 (a) to (e), 30.51 to 
30 03 and Parts 20 and 30 of this chap- 
ter* unless Indicated otherwise In the 
l&nguage of the general license. 

(b) Persons who transfer, receive, ac- 
quire, own, possess, use or Import items 

« and quMitltles l^product material 
« pursuant to the general licenses provided 
K In II 31.3 and 31.4: 

(1) Shall not effect an increase in the 
^ radioactivity of said items or quantities 

by adding other radioactive material 
thereto, by combining byproduct mate- 
rial from two or more such items or quan- 
tities, or by altering them in any other 
manner so as to increase thereby the 
rate of radiation therefrom; 

(2) Bhaii not administer externally or 
internally, or direct the administration 
of, said items or quantities or any part 
thereof to a human being for any pur- 
pose, including, but not limited to, diag- 
nostic, therapeutic, and research Pur- 
poses: 

' (3) ShaU not add. or direct the addi- 
tion of, said items or quantities or any 
part thereof to any food, beverage, cos- 
metic, drug, or other product designed 
for Ingestion or inhalation by, or appli- 
cation to, a human being; 

i AtUnUon is directed particularly to the 
provisions of the regulations In Pwt 20 at 
thle chapter which relate to the labeling of 

containers. 
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(4) Shall not include said items or 
quantities or any part thereof in any 
device, tnstniment, apparatus (including 
comt>onent parts and accessories there- 
to) intended tar use in diagnosis, treat- 
ment or prevention of disease in human 
beiixgs or animals or otherwise intended 
to affect the structure or any function 
of the body of human beings or animals. 

§ 31.3 Certain deWces and eqoipment. 

A general license is hereby issued to 
transfer, receive, acquire, own, possess 
and use byproduct material incorporated 
in the following devices or equipment 
which have been manufactured, tested 
and labeled by the manufacturer in ac- 
cordance with the specifications con- 
tained in a specific license Issued to him 
by the ComnilsstOR. 

(a) Static elimination device. Devices 
designed for use as static eliminators 
which contain, as a sealed source or 
sources, byproduct material consisting of . 
a total of not more than 500 microcuries 
of polonium 210 per device. 

(b) Spark oap and electronic tubes. 
Spark gap tubes and electronic tubes 
which contain byproduct material con- 
sisting of not more than 5 microcuries 
per tube of cesium 137, or nickel 63, or 
krypton 85 gas, or not more than one 
microcurle per tube of cobalt 00. 

(c) Light meter. Devices designed for 
use in measuring or determining light 
intensity which contain, cs a sealed 
source or sources, byproduct material 
consisting of a total of not more than 
200 microcuries of strontiimi 90 per 
device. 

(d) Ion generating tube. Devices de- 
signed for ionization of air which con- 
tain, as % sealed source or sources, by- 
product material consisting of a total of 
not more than 500 microcuries of po- 
lonium 210 per device or of a total of not 
more than 50 millicurlea of hydrogen 3 
(tritium) per device. 

§ 31.4 Certain quantities of byproduct 
materiaL 

A general license is hereby Issued to 
transfer, receive, acquire, own, possess, 
use and import the quantities of byprod- 
uct material listed in I 31.100, Schedule 
A, provided that no p«rson shall at any 
one time possess or use. pursuant to the 
general licensing provisions of this sec- 
tion, more than a total of ten such sched- 
ided quantities. 

§ 31.5 Ceruin measuring^ gauging or 
controlling devices* 

(a) Subject to the provisions of this 
section, a general license Is hereby Issued 
to own, receive, acquire, possess and use 
byproduct material when contained in 
devices designed and manufactured for 
the purpose of detecting, measuring. 
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gauging or controlling thickness, denilty, 
level, interface location, radiation, leak- 
age, or qualitative or quantitative chem- 
ical composition, or for producing light 
or an ionized atmoflDhere. ^ . ^ . 

(b) The general license contained m 
this section applies only to devices which 
have been: 

(1) Manufactured in accordance with 
the specifications contained In a specific 
license ifisued by the Commission to the 
manufacturer of the device pursuant to 
9 32.51 of this chapter, or in accordance 
with the speclficaUona contained in a 
specific license issued' to the manufac- 
turer by an agreement State which au- 
thorizes the manufacture of the device 
for dlstribuUon to persons genwally U- 
censed by the agreement State; and 

(2) Installed on the premises of the 
general licensee by a person authorized 
to Install such devices under a specific, 
license issued to the Installer by the' 
Commission pursuant to Parts 30 and 32 
of this chapter or by an agreement State, 
if a label aflUed to the devices ftt the 
time of receipt states that Installation 
by a specific Ucensee Is required. The 
requirement of this subparagraph (2) 
does not apply while devices are held in 
storage in the original shipping con- 
tainer pending installation by a specific 
Ucensee. 

(c) The general license contained in 
^ this section applies only to devices which 
o (1) are labeled in accordance with the 
'1 provisions of the specific license which 
u. authorizes the distribution of the device 
o to general licensees, and (2) bear a label 
containing the following or a substan- 
tially similar statement which contains 
the information called for in the follow- 
ing statement: ^ 



Th« receipt, postesalon. tiae, and tranitfer 

of thli device, Model • , Serlftl No.» 

. are subject to a general llcenae or 

the equivalent and the regulation* of the 
U.S. SFJC or of A SUce with which the AEC 
has entered into an agreement for the exer- 
cise of regulatory authority. Removal of 
this label is prohibited. 

CAUnON-RAOIOACnVK MATXaXAL 



(Nome of supplier) * 



*The model, serial number, and name of 
supplier may be omitted from this label 
provided they are elsewhere specified In 
labeling affixed to the device, 
(d) Persons who own, receive, acquire. 
I possess or use a device pursuant to the 
general license contained In this secUon : 
(1) Shall not transfer, abandon or 
m dispose of the device except by transfer 
« to a persim authorized by a specific 11- 
« cense from the commission or an agrec- 
^ment State to receive such device and 
° shall furnish to the Director of the ap- 
propriate Atomic Energy Commlaslon 
Regional Compliance Office listed in Ap- 
pendix "Er of Part 20 of this chapter. 
"Standards for Protection Against Ra- 
diation", within 30 days after any trans- 

» Devices generally licensed under thle sec- 
tion acquired prior to July 1, ISKHS, may bear 
labels authorised by the regulations In effect 
on Jan. 1. 1006. 
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fer, a report containing the name of the 
manufacturer of the device, the type of 
device, the manufacturer's serial num- 
ber of the device, and the name and ad- 
dresa oT the person receiving the device: 
. (2) Shall assure that all labels affixed 
to the device at the time of receipt and 
bearing a statement that removal of the 
label is prohibited are maintained 
thereon and shall comply with all in- 
structions contained in auch labels: 

(3) Shall have the device tested for 
leakage of radioactive material and 
proper operation of the on-oflf mecha- 
nism and indicator, it any, at the time 
of installation of the device or replace- 
ment of the byproduct material on the 
premises of the general licensee and 
thereafter at no longer than six-month 
intervals or at such longer intervals not 
to exceed three years as are specified in 
the label required by f 31,5(c) ; provided 
that devices containing only krypton 
need not be tested for leakage, and de- 
vices containing only tritium need not be 
tested for any purpose: 

(4) Shall have the tests required by 
subparagraph (3) of this paragraph and 
all other services involvliig the radioac- 
tive material, its shielding and contain- 
ment, performed by the supplier or 
other person holding a specific license 
from the Commission or an agreement 
State to manufacture, install or service 
such devices : 

(5) Shall, within 30 days after the oc- 
currence of a failure of or damage to the 
shielding of the radioactive material or 
the on-ofT mechanism or indicator or 
upon the detection of 0.005 microcurie 
or more of removable radioactive mate- 
rial, furnish to the Director of the ap- 
propriate Atomic Energy Commission 
Regional Compliance Office listed in Ap- 
pendix "D" of Part 20 of this chapter, 
"Standards for Protection Against Ra- 
diation", a report containing the name of 
the manufacturer of the device, the type 
of device, the manufacturer's serial num- 
ber of the device and a brief description 
of the event and the remedial action 
taken; and shall maintain records of all 
tests performed on the devices as re- 
quired under this section, including the 
dates and results of the tests and the 
names of the persons conducting the 
tests ; 

(6) Upon the occurrence of a failure 
of or damage to, or any indication of a 
possible failure of or damage to, the 
shielding or containment of the radio- 
active material or the oa-uil mechanism 
or indicator, shall immediately suspend 
operation of the device until it has been 
repaired by the supplier or other per- 
son holding a specific license from the 
Commission or an agreement State to 
manufacture, install or service such de- 
vices, or disposed of by transfer to a per- 
son authorized to receive the byproduct 
material contained in the device; and 

(7) Shall be exempt from the require- 
ments of Part 20 of this chapter, except 
that such persons shall comply with the 
provisions of §5 20.402 and 20.403 of this 
chapter. 

(e) Persons who possess byproduct 
material pursuant to this general license 
shall not export such byproduct material 

« 30 FR 10947 

June 17, 1967 
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without a specific license from the Com- 
mission authorizing such export. 

§ 31.6 General license to install devices 
general!^ licensed in § 31.5. 

Any person who holds a specific license 
issued by an agreement State authoriz- 
ing the holder to manufacture, install 
or service a device described in S 31.5 
within such agreement State is hereby 
granted a general license to install and 
service such device in any non-agree- 
ment State; Provided, That: 

(a) Such person shall file a report 
with the Director, Division of Materials 
Licensing, UJS. Atomic Energy Commis- 
sion, Washington, D.C., 20545. within 30 
days after the end of each calendar quar- 
ter in which any device is transferred 
or installed. Each such report shall 
identify each general licensee under 
§ 31.5 by name and address, the type of 
device transferred, and the quantity and 
type of byproduct material contained in 
the device. > 

(b) The device has been manufac- 
tured, labeled, installed, and serviced in 
accordance with applicable provisions 
of the specific license issued to such per- 
son by the agreement State. 

• ^c) Such person assures that any 
labels required to be affixed to the device 
under regulations of the agreement. 
State which licensed manufacture of the 
device bear a statement that removal of 
the label is prohibited. 

(d) Such person shall furnish to 
each general licensee to whom he trans- 
fers such device or on whosCrPremises 
he installs such device a copy of the 
general license contained in § 31.5. 

§ 31.7 Luminous safety devices for use 
^« in aircraft. 

(a) A general license is hereby issued 
to own, receive, acquire, possess, and 
use tritium or promethium 147 contained 
in luminous safety devices for use in air- 
craft, provided each device contains not 
more than 10 curies of tritium or 100 
millicuries of promethium 147 and that 
each device has been manufactured, as- 
sembled or imported. in accordance with 
a license issued under the provisions of 
§ 32.53 of this chapter or manufactured 
or assembled in" accordance with a spe- 
cific license Issued by an agreement 
State which authorizes manufacture or 
assembly of the dc'ice for distribution to 
persons generally licensed by the agree- 
ment State. 

(b) Persons who own, receive, acquire, 
possess or use luminous safety devices 
pursuant to the general license in this 
section are exempt from the require- 
ments of Part 20 of this chapter, except 
that they shall comply with the pro- 
visions of §§ 20.402 and 20.403 of this 
chapter. 

(c) This general license does not au- 
thorize the manufacture, assembly, re- 
pair or import of luminous safety devices 
containing tritium or promethium 147. 

(d) This general license does not au- 
thorize the export of limiinous safety de- 
vices containing tritium or promethium 
147 except in accordance with the provi- 
sions of Part 36 of this chapter. 

(e) This general license does not au- 
thorize the ownership, receipt, acqulsi- 

Revised 32 FR 7247 



tion, possession or use of promethium 147 
contained in instrument dials. 

§31.8 Americium 241 in the form of 
calibration or reference sources. 

(a) A general license is hereby issued 
to those persons listed below to own, re- 
ceive, acquire, possess, use and transfer, 
in accordance with the provisions of 
paragraphs (b) and (c) of this section, 
americium 241 in the form of calibration 
or reference sources: 

(1) Any person in a non-agreement 
State who holds a specific license issued 
by the Commission which authorizes him 
to receive, possess, use and transfer by- 
product material, source material, or spe- 
cial nuclear material; and 

(2) Any Oovemment agency, as de- 
fined in S 30.4(g) of this chapter, which 
holds, a specific license issued by the 
Commission which authorizes it to re- 
ceive, possess, use and transfer byproduct 
material, source material, or special 
nuclear material. 

(b) The general license in paragraph 
(a) of this section applies only to calibra- 
tion or reference sources which have 
been manufactured in accordance with 
the specifications contained in a specific 
license issued by the Commission to the 
manufacturer or importer of the sources 
pursuant to { 32.57 of this chapter or in 
accordance with the specifications con- 
tained in a specific license issued to the 
manufacturer by an agreement State 
which authorizes manufacture of the 
sources for distribution to persons gen- 
erally licensed by the agreement State. 

(c) The general license in paragraph 
(a) of this section is subject to the pro- 
visions of §§ 30.14(d). 30.34 (a) to (e), 
and 30.51 to 30.63 of this chapter, and 
to the provisions of Part 20 of this chap- 
ter. In addition, persons who own, re- 
ceive, acquire, possess, use and transfer 
one or more calibration or reference 
sources pursuant to this general license: 

(1) Shall not possess at any one time, 
at any one location of storage or use, 
more than 5 microcuries of americium 
241 in such sources: 

(2) Shall not receive, possess, use or 
transfer such source unless the source, 
or the storage container, bear^^ a label 
which includes the following statement 
or a substantially similar statement 
which contains the information called 
for in the following statement: 

The receipt, possession, use and transfer of 

this source, Model , Serial No. . 

are subject to a general license and the reg- 
ulations of the United States Atomic Energy 
Commission or of a State with which the 
commission has entered Into an agreement 
for the exercise of regulatory authority. Do 
not remove this label, 

C AUTI ON — RADIOACTIVE MATERIAL — 
THIS SOURCE CONTAINS AMERICIUM 
241. DO NOT TOUCH RADIOACTIVE 
PORTION OP THIS SOURCE. 

(Name of manufs/:turer or importer) 

(3) Shall not transfer, abandon, or 
dispose of such source except by transfer 
to a person authorized by a license from 
the Commission or an agreement State 
to receive the source, 

(4) Shall store such source, except 
when the source is being used, in a closed 
'container adequately designed and con- 
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stmcted to OHitaln amerlcium 241 which 
might otherwise escape during storage. 

(5) Shall not use such source for any 
purpose other than the calibration of 
radiation detectors or the standardiza- 
tion of other sources. 

(d) This general license does not 
authorize the manufacture or import of 
calibration or reference sources contain- 
ing amerlciimi 341. 

(e) -17:118 general license does not 
authorize the export of calibration or 
reference sources containing amerlcium 
241. 

§ 31.9 ^^neral licentc to own byproduct 
material* 

A general license is hereby Issued to 
own byproduct material without regard 
to quantity. Notwithstanding any other 
provision of this chapter, a general li- 
censee under this paragraph is not au- 
thorized to manufacture, produce, trans- 
fer, receive, possess, use, import or export 
byproduct material, except as authorized 
In a specific license. 

31.10 General Ucente for •trontimn 90 
in ice detection devices. 

(a) A general license is hereby issued 
to own. receive, acquire, possess, use, and 
transfer strontium 90 contained In ice 
detection devices, provided each device 
contains net more t^an fifty mlcrocurles 
of strontium 90 and each device has been 
manufactured or imported In accordance 
with the specifications contained In a 
license issued by the Commission pur- 
siumt to i 32.61 of this chapter or In ac-- 
cordance with the specifications con- 
tained In a specific license Issued to the 
manufacturer by an agreement State 
which authorizes manufacture of the Ice 
detection devices for distribution to per- 
sons generally licensed by the agreement 
Stote. 

(b) Persons who own, receive, acquire, 
possess, use. or transfer strontium 90 
contained in Ice detection devices pur- 
suant to the general license In paragraph 
(a> of this section: 

(1) Shall, upon occurrence of visually 
observable damage, such as a bend or 
crack or discoloration from overheating, 
to the device, discontinue use of the de- 
vice until it has been inspected, tested 
for leakage and repaired by a person 
holding a specific license from the Com- 
mission or an agreement State to manu- 
facture or service such devices; or shall 
dispose of the device pursuant to the 
provisions of I 20.301 of this chapter; 

(2) Shall assure that an labels afllxed 
to the device at the time of receipt, and 
which bear a statement which prohibits 
removal ot the labels, are maintained 
thereon; 

(3) Are exempt from the require- 
ments of Part 20 of this chapter except 
that such persons shall comply with the 
provialyiis Of II 20.301, 20.402, and 20.403 
of this chapter. 

<c) TblA general license does not au- 
thorize the manufacture, assembly, dis- 
assembly, repair, or import of strontium 
90 In ice detection detlces. 



SCHEOITLXS 

§31*100 Schedule A-^nerallr li- 
cented quantities* 

The following quantities of byproduct 
material are generally licensed pursuant 
to 131.4. 



Byproduct mftterUt 



Antimony (8b 124)._ 

Amntc 70 (Aj 7«) 

Amnio 77 (Aj 77) 

Barium 140— Luxtbanum 140 (Ba- 
L* 140) 

P/«rrUlum (B«7) 

Cadmium iOI»-6Ut« 109 (CdAg 
100) 

Cildnm4flCC» «)— 

Carbon 14 (Cl4) 

Carlum 144 PraaeodTmlom 
(C«Pr 144) 

Cailum~Bar1nm U7 (CiBa U7)__ 

Chlorlna 30 (CI aO)„. 

Chromium 81 (Or M) 

Cobalt 00 (Co «) 

C!opper 04 (Cu 04)- 

Europium IM (Eu IM).- 

FluoitM li.'. 

OalUnm 72 (0» 72) 

Ocnnanhun 71 (0« 71) 

Gold lOS (An IBS) 

Gold 100 (Au 100) 

Hydroftn 3 (Tritittm)(H 8) 

Indium 114 Ota 114) 

lodlna 111 a 181) 

»o' Iridium iteOrloa) 

c» Iron 66 (Fa M) 

S Iron » (Fa 60)., 

Lantiumum 140 (La 140) 

Manfanaaa 68 (Mn 62) 

»*• Manianesa 60 (Mo 60) 

o Molybdanom 00 (Mo 00) 

^ Nlckal 60 (Nt flO) 

Ntckal 63 (Nl 03) 

Niobium 06 (Nb 06)._ 

Palladium 100 (Pd 100) 

Palladium 10»-lUwdlmtt 103 (Pd- 
Rb lOa) 

Pboflpboma 82 (P 82)-. 

Poloalum 210 (Fo 210)._ 

Pota«lum 42 (K-42) 

Praaaodymlum 143 (Pr 143) 

Promathlum 147 (Pm 147) 

Rbanlum ISO (Ra 1^ 

Rhodium 106 (Rh 106) 

Rubidium to (Rb to) . , 

Rntbanlum 100— Rhodium 
(RuRh 100) 

Bunarlum 168 (Bm 163) 

Scandium 40 (Be 40) 

SUwlOfi" -"^ 

6Uw 111 

Sodium 

Sodium --- 

>BtroDUum«)(Br>0)... 
Stroatlum OO— Yttrium 00 (BtY)_ 

Sulfur 36 (B 86) 

TanUJum 182 (Ta 132) 

Tachnetium 00 (Tc 00) 

Tachnatium 00 (Tc OW 

TaUurium 137 (Tai27) 

TaUurium 120 (Ta 120) 

Thallium 304 (Tl 204) 

Tlnll3(SnlU) 

TuBfitan lis (W 135) 

Vanadium 43 (V 43) 



100 



Column 
No. I 

Not u a 
•aalad 

aouroa 

(micro* 
ourlaa) 



Yttrium 80 (Y 80). 
- -01) 



Yttrium 01 

Zinc 06 (Zn 

Bata and/or Oamma emlttinf by* 
product matarial not UaUd aboia. 



1 

10 
10 

1 

60 

10 
10 
60 

1 
1 
1 

60 
1 

60 

1 
30 
10 
60 
10 
10 
260 

1 

10 
10 
60 
1 

10 

1 
80 
10 

1 

1 

10 
10 

60 
10 

ai 

10 
10 
10 
10 
10 
10 

1 

10 

1 
1 

10 
10 
10 

1 

ai 

60 
10 

1 
1 

10 

1 

60 
10 
10 

I 

1 

1 

10 



Column 
No. II 

As* 
•aalad 

aourca 

(micro- 
curias) 



10 
10 
10 

10 
60 

10 
10 
60 

10 
10 
10 
60 
10 
60 
10 
60 
10 
60 
10 
10 
260 
10 
10 
10 
60 
10 
10 
10 
60 
10 
10 
10 
10 
10 

60 
10 
1 

10 
10 
10 
10 
10 
10 

10 
10 
10 
10 
10 
10 
10 
10 

1 

60 
10 
10 
10 
10 
10 

so 

10 
10 
10 
10 
10 
10 

10 



Csosa RsraorcB Tabu: 

New tectum Old section 

31.1 N«w 

^1.2 , - — - — 80Jl(b) 

31.8 80.21(a)(1), 80.71 

31.4 10Jl(a)(a) 

31.6 SOJl(c) (l)-(6) 

81.0 80J1 (c)(0) 

81.7 tOJl(d) 

81.8 ^ 30Jl(a) 

31.9 WJl(f) 

81.100 i - 80.72 



46 



Augiot 7 7. 7 MS 

49 



PROCEDURES AND REGULATIONS FOR THE CARE AND USE OF 
THE OCD CD V-778 RADIATION TRAINING SOURCE SET* 



A.l Only those source handling and main- 
tenance techniques which are directly related 
to the specific handling of the Office of Civil 
Defense CD V-778 Radiation Training Source 
Sets Anil be discussed in this publication. 
These will include information on the equip- 
ment in the Sets; preparation and activity 
of the sealed sources; Atomic Energy Com- 
mission and Office of Civil Defense rules and 
regulations governing the receipt, use, storage, 
and transfer of the Sets; and instructions for 
the replacement of rings and tags, and for 
leak testing the sealed sources. This publica- 
tion supersedes Procedures and Regulations 
for the Care and Use of OCD Training Source 
Sets, published October 1, 1961. 

EQUIPMENT 

A.2 The OCD CD V-778 Radiation Train- 
ing Source Set consists of the following items: 
6 5.0 mc Cobalt 60 Sealed Sources 
totaling 30 mc (CD V-784) 
or 

12 0.5-5.0 mc Cobalt 60 Sealed 
Sources totaling 30 mc (CD V~786) 
1 Lead Container, small (CD V-791) 

1 Lead Container, medium (CD 
V-792) 

2 Locks for Lead Container (CD 
V-792) 

1 Long-Handled Tongs for Handhng 
Sources (CD V-788) 

8 Radiation Area Signs 

2 0-200 mr Dosimeters (CD V-138) 
1 Dosimeter Charger (CD V-750) 

1 Geiger Counter (CD V-700) 
A. 3 This Training Source Set has been de- 
signed specifically for use in training exercises 
and is not intended as an accurate calibration 
source. You will note that two different train- 
ing source sets have been procured by OCD 
which differ only in the number and activity 
of the individual sealed sources. In this publi- 
cation, reference will be made to the CD V-784 
and CD V-786 to^ distinguish between the two 
sets. ISSUANCE OF A PARTICULAR SET 
WILL BE AT THE DISCRETION OF OCD. 

•Available separately as TM-67-1. ' 



PREPARATION OF THE SEALED SOURCES 

A.4 Any radioactive material that is en- 
cased in, and is to be used in, a container in a 
manner intended to prevent leakage of the 
radioactive material, or any of its daughter 
products, is referred to as a sealed source. The 
sources in the OCD Training Source Set are of 
such a nature. The radioactive material is 
Cobalt 60, which was prepared by the neutron 
irradiation of Cobalt 59 in a nuclear reactor. 

jyCo^'+oni ► ,7C0^ 




DANGER RADIOACTIVE 
MATERIAL 

DO NOT HANDLE 

NOTIFY CIVIL 
AUTHORITIES IF FOUND 




COBALT 60 



An OCD Sealed Source 
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A.5 The Cobalt 60 decays with a 5.3-year 
lialUifc by beta and gamma emission to 
xMckel 60. ^ 



(5.3 yrs.) 



+2ys(l.r7+1.33 Mev) 
A. 6 The Cobalt 60 is gold or nickel plated 
and is encapsulated in a standard Oak Ridge 
screw-type capsule. The CD V-784 capsules 
have a nonmagnetic stainless steel base with a 
magnetic noncorrosive stainless-steel screw-type 
cap. The CD V-786 capsules are brass. As a 
minimum, the cap is sealed to the base of each 
capsule with silver solder having a melting point 
of 1,100° F or above. Each capsule has an 
approximately .l-.uich-square yellow warning 
tag attached to it. 

ACTIVITY OF TRAINING SOURCE SETS 

A.7 Each of the six CD V~784 sealed sources 
was 5 millieuries plus 20% or minus 10% on the 
date of encapsulation. This date and activity- 
is marked on the tag attached to each source. 
As indicated in the following example, the table 
below can be used to compute the total activity 



of the set or the activity of an individual capsule 
at any time after encapsulation. 

Example: 

What will be the activity of one of the 5 
millicurie sealed sources (CD V-784) and the 
total activity of the Set 19 months after the 
date of encapsulation? 



Source activity on 
date of encapsula- 
tion 

Elapsed time 

Decay correction 
factor from table 
below 

Som'ce activity 19 
months after en- 
capsulation 

Total activity of the 
CD V-784 Set 



= 5 millieuries 
= 19 months 



= 0.812 



=0.812X5=4.06 

=4.1 mc4-20%-10% 

= 6 capsules X 4.1 mc/ 

capsule 
=24.6 mc + 20% 

-10% 



Table of Decay Correction Factors for Cobalt 60 



Months 


0 


1 


2 


3 


4 


5 


6 


7 


8 


9 


0 


1.000 


0. 9891 


0. 9783 


0. 9676 


0. 9571 


0. 9467 


0. 9363 


0. 9262 


0. 9160 


0. 9061 


10 


. 8962 


. 8864 


.8768 


.8673 


.8578 


.8484 


. 8391 


. 8300 


. 8209 


. 8120 


20 


. 8032 


. 7944 


. 7858 


. 7772 


. 7687 


.7603 


. 7520 


. 7439 


. 7357 


. 7277 


30 


. 7198 


. 7120 


. 7042 


. 6965 


. 6889 


. 6814 


. 6739 


. 6666 


. 6594 


. 6521 


40 


. 6451 


. 6380 


. 6311 


. 6242 


. 6174 


. 6107 


..6040 


. 5974 


. 5909 


. 5844 


50 


. 5781 


. 5718 


. 5655 


. 5594 


. 5533 


. 5473 


. 5413 


. 5354 


. 5296 


. 5238 


60 


. 5181 


. 5124 


. 5068 


. 5013 


.4958 


.4905 


. 4851 


. 4798 


. 4746 


. 4694 


70 


.4643 


. 4592 


.4540 


. 4493 


. 4444 


.4396 


.4347 


.4300 


.4253 


. 4207 


80 


.4161 


.4116 


. 4071 


. 4026 


. 3982 


.3939 


.3896 


. 3854 


. 3812 


. 3770 



A.S The CD V-7S6 sealed sources were 
prociu'cd in January 1956, and ot that time 
each Set w^as 30 millieuries ±25%. Present 
activity of a CD V-786 vSct can be computed 
from the table above, as indicated in the 
following example. 

Example 

What \Mis the total activity of a CD V-786 
Train im^ Source Set in January 1960? 



Decay correction factor from 

table above 
Activity in January 1960 

=30 mcXO.591 



= 0.591 



:17.7mc±25% 



Elapsed tirne 



=48 months 



A. 9 The individual sources in the CD 
V-786 Sets are not calibrated. However, they 
can be calibrated using the CD V-138, 0-200 
mr dosimeters. For the calibration range, 
select a point and lay out a circle with a riidius 
of 1 to 2 feet. This point should be in a large 
open area to minimize the contribution frorn 
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scattered radiation. Zero the two CD V-138 
dosimeters which are component parts of the 
Set, and several additional CD V-i3S's if they 
are available. Check all dosimeters for leakage. 
Locate the lead container with the sources at 
such a distance from--trhe- calibration range 
' that they will not affect the dosimeter readings. 
Place the dosimeterlTn an upright position on 
the circle. Make certain thnt nothing shields 
the dosimeters from the source. Place one 
source in position and expose the dosimeters 
for as long as necessary to obtain at least n 
.50 mr exposure. The time will vary depending 
on the size of the source. Compute the activity 
of the source as indicated in the following 
example. Remember to keep radiation ex- 
posiu-es of individuals to a minimum. All 
calculations should be done before the sources 
are used in training, or after they have been 
retm-ned to the storage area. 

Example 

Average reading of dosimeters placed at 1 

foot for 1.5 hours=96 mr 
Dose rate (mr/lir) 

Dosimeter reading (mr) __96 mr 
^ Time (hr) ^""l.ohr 

= 64 mr/hr 

Calibration formula 

, ^ , 13.2XCo*^ activity (mc) 
dose rate (mr/hr)= disUi^^^ 

^ (13.2) (Co^o activity) 
64 mr/hr=-^ ~(iy' 

Co^ ^-^ctivity=-^^^^ 
Co^^ activity=4.9 mc 

A. 10 Once a source is calibrated, it should 
be marked to indicate its activity, and the 
date of calibration should be recorded! A 
grease pencil or paint can be used to mark the 
activity on the yellow warning tags attached 
to the CD V-786 sources. Mark the source 
very quickly to keep your exposure to a mini- 
mum. The activity of each source at a later 
date can be determined as outlined in para- 
graph A. 7. 



PROCEDURES FOR INITIAL CHECK ON 
RECEIPT OF AN OCD TRAINING SOURCE 
SET 

A. 11 The transportation of radioactive ma- 
terials moving in interstate commerce by rail, 
water, or by public highway (except in U.vS. 
mail), is regulated by the Interstate Commerce 
Commission, and some States extend the ICC 
regulations to intrastate transportation. In 
addition, local authorities may impose addi- 
tional limitations "on the transportation of 
radioactive materials, as in the case of their 
movement through tunnels or within port 
areas. (See par. A.49 and A, 50.) 

A. 12 The OCD Training Source Sets are 
normally shipped to the licensed custodian by 
motor freight or railway express, with the 
auxiliary equipment being packed separately 
from the lead containers. The keys to the 
Sets are sent to the licensee by registered 
mail, return receipt requested. The step-by-" 
step procedure listed below should be followed 
when a Training Source Set is received by a 
licensee from OCD or on permanent transfer 
from another licensee. The licensee must wear 
^ CD V-13S dosimeter at all times when the 
Training Source Set is being used, checked, or 
repaired. Remember to keep radiation exposures 
to a minimum. 

^ a. Check to see that each of the lead con- 
tainers, CD V-791 and CD V-792, bears a 
label including the following information: 
radioisotope, number of sealed sources, total 
activity of the sources, and the date of 
encapsulation, or date of last calibration. 

b. Count the number of sealed sources, 
and place them on disposable paper. The 
CD V--784 Set should contain six sources. 
The CD V-786 Set should contain 12 sources. 
If the Set is issued directly from OCD, any 
discrepancy should be noted on Form DD 
1149-2, Requisition and Invoice/Shipping 

• Document (EAxM). If the Set is perma- 
nently transferred from another licensee, the 
new custodian should note any discrepancies 
on the letter of receipt furnished OCD. 
(See par. A. 45.) In both cases, the custodian 
should also advise the State of any 
discrepancy. 

c. Leak test each sealed source in accord- 
ance with the instructions, beginning with 

53 



paragraph A. 13. Record the results of the 
initial leak test and keep them on file. Each 
sealed source must be leak tested every 6 
months from the date of the initial test. 

d. Replace rings or tags on any sealed 
source which is not properly ringe^l or 
tagged. Replace rings and/or tags in accord- 
ance with the instructions beginning with 
paragraph A. 21. 

e. Return the sources to the lead con- 
tainers, and place the OCD Training Source 
Set in the authorized storage area. 

LEAK TESTING PROCEDURES FOR OCD 
TRAINING SOURCE SETS 

A. 13 Immediately upon receipt and there- 
after at intervals not to exceed every 6 months, 
each recipient of an OCD Training Source Set,' 
in accordance with a condition on his byproduct 
material license, is responsible for performing 
the following test for external leakage, and/or 
contamination of individual sources. Records 
of leak tests must be maintained by the 
licensee. 

A.14 Remove the CD V-791 lead container 
from the CD V-792 lead container. Moisten 
a piece of paper which has a high wet strength, 
such as filter paper or a paper towel, and wipe 
the inside of the CD V-792 lead container. 

A. 15 Using a CD V-*700 Geiger counter, 
with the shield open, the earphones attached, 
the range set to the most sensitive scale (Xl), 
and the window as close as possible to, but 
not in contact with, the filter paper or paper 
towel, thoroughly monitor the paper. Since 
gamma radiation is of primary interest, the 
filter paper can be measured while wet. A 
careful check of the background radiation 
should be made prior to monitoring the paper. 
Care should be taken that the monitoring is 
performed at a- distance from the sealed sources 
where they do not affect the CD V~700 natural 
background readings during the monitoring 
operation. 

A. 16 Any average reading of the CD V-700 
above normal background must be attributed 
to contamination. Do not be concerned with 
an apparent momentary slight increase in the 
counting rate of the paper as the variation in 
normal background and meter deflections may 
cause this. 



A. 17 If the test reveals any removable 
radioactive material, the licensee must take 
immediate action to prevent the spread of con- 
tamination. The sources and the contaminated 
filter paper must be placed in the lead container, 
and the licensee must immediately notify the 
Radef ofRcer in his OCD region. The entire 
Set must be kept secure and locked pending 
disposition instructions. In accordance with 
the leak test condition on his license, the 
licensee must also notify the AEC of the leaking 
capsules within 30 days after the completion 
of the test. 

A. ^ 8 If the CD V-792 shows no evidence of 
radioactive contamination, remove one of the 
sealed sources from the CD V-791 container, 
using the 18-inch handling tongs (CD V-788). 
Using the tongs and/or pliers, so the licensee's 




Leak Testing of Scaled Sources 
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hands mW not come close to or in' contact with 
the source, wrap and wipe each individual 
source on a piece of -the high wet strength 
paper which has been moistened with water. 
Sufficient pressure to effect a thorough removal 
of any contamination should be applied. A 
separate paper should be used for each source. 

A. 19 Remove the sealed source from the 
paper, and place it on disposable paper. Using 
the CD V-700, thoroughly monitor the paper 
to determine if the source is leaking or contam- 
inated. Any average reading of the CD V-700 
above normal background must be attributed to 
leakage and/or contamination. As the test for 
each capsule is completed, place the capsule in 
the CD V-792 lead container until all capsules 
have been tested. This will further reduce 
exposure doses. 

A. 20 Leak test each source and wipe test 
the CD V-791 small lead container in the sanae 
manner as the CD V~792. If the leak test 
results are negative, return the sources to the 
CD V~791 small lead container, and place the 
Set in its normal storage location. 

REPLACEMENT OF RINGS AND TAGS ON 
SEALED SOURCES 

A. 21 A second condition on byproduct 
material licenses issued to civil defense organiza- 
tions or personnel requires the replacement of 
the one inch yellow warning tag and/or ring 
attached to each source, should they become 
detached through usage or accident. It is the 
responsibility of the licensed custodian of the 
Training Source Set to replace the rings and 
tags in accordance with the following instruc- 
tions. New tags and rings and new radiation 
area signs may be obtained from — 

Defense General Supply Center 
Civil Defense Supply Division 
Richmond, Va. 23212 
A. 22 The CD V-792 lead container housing 
the CD V-784 sources is equipped wi{h special 
holes for the replacement of tags and rings. 
See the following illustration. 

A.23 The CD V-792 lead container housing 
the CD V-7S6 sources does not provide similar 
holes, Therefore, the licensee nuist prepare 
them. Using an ordinary power drill, make a 
1-inch-deep %-\nch hole in the top of tho CD 
V~792. The hole should be placed about one- 




Location of Tag and Ring Replacement Holes in the 
CD V-792 



half inch from the inside rim. With a screw- 
driver, make a small slot on each side of the hole 
to accommodate the metal ring on the source. 
This hole is for the replacement of tags and will 
allow you to work on the ring in an upright 
position. (Note.— The slot should not be so 
deep that it hinders the separation of the ring 
in replacing the tag.) 

A.24 A second hole J^-inch deep and ^^-inch 
in diameter should be drilled adjacent to the tag 
replacenient hole. This second hole will hold 
the source in an upright position, yet will 
expose the hole in the source which accom- 
modates the ring. The slots on the tag replace- 
ment hole will distinguish it from the ring 
replacement hole. 

A. 25 Tags should be replaced in accordance 
with the following step-by-step procedure: 

a. Place the CD V-792 on a table strong 
enough to support it. In this position you 
will be able to work on the sealed source and 
keep your radiation exposure to a minimum. 

b. Place the screwdriver, long-nosed pliers, 
and new tag on the table where they can be 
easily and quickly reached when needed. 

c. Place the untagged source in the proper 
hole with the aid of the 18-inch handUng 
tongs. ISIake certain that the separation 
portion of the ring is at the top. Make no 
attempt to remove any portion of the old tag 
h'OU) the sealed source. 

d. With the source and ring in position, 
insert the blade of the, screwdriver into one 
end of the separation portion of the ring. 

e. Place the new tag on the ring with the 
aid of the long-nosed pliers. 
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f. Remove the screwdriver and witli the 
long-nosed pliers carefully slide tlie tag along 
the separation portion until it is perjuanentl}' 
attached to the ring. . - 

A. 26 Rings should be replaced in accordance 
witli the following stop-by-stej) j)rocedure. 

a. Place the CD V-792 on a table strong 
enough to support it. 

b. Place the screwdrivej*, long-nosed pliers, 
tag, and ring on the table wliere tliey can be 
easily and .quickly j*eached wlien tliey arc 
needed. 

c. Place the 1-incli yellow wurjnng lag OJi 
the Jiew ring. 

d. Using the iS-incI) handling tongs, place 
tlie source without tlic rijig into the proper 
hole in the CD V-792. 



e. Insert the blade of the screwdriver into 
one end of tlie separation portion of the ring. 

f. Insert the ring through the hole in the 
source. 

g. Rcjnove the screwdriver and with the 
long-nosed pliers carefully slide the ring 
through the hole until it is permanently 
attached to the source. 

A. 27 The replacement of rings and tags 
should be completed as quickly as possible to 
keep radiation exposures to a nninimum. As 
much as possible, perform the operations at 
arm's length. Only the individuals whose 
names appear on the byproduct material 
license as individual users should replace either 
the rings or tags on the sealed sources. 
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REGULATIONS GOVERhiING THE USE AND 
STORAGE OF OCD TRAINING SOURCE 
SETS 

A.28 An Atomic Energy Commission By- 
product Material License requires the licensee 
to be responsible to the AEC for the proper 
care, bundling, and storage of the OCD Train- 
ing Source Set in his custody as well as reporting 
to the AEC any loss, damage, or accident 
resulting from violations of AEC standards. 
The acceptance of the license binds the licensee 
(not OCD) to the conditions set by tbe AEC 
under which tlie Training Source Set is placed 
in bis jurisdiction. 'I'hese regulations are 
clearly outlined in Title 10, Chapter 1, Part 20, 
of the Code of Federal Regulations entitled, 
''Standards for Protection Against Radiation." 



A copy of these regulations (lO-CFR-20) is 
issued to each licensee with his byproduct 
material license. 

A.29 In addition to the AEC requirements, 
OCD requires each licensee possessing an OCD 
Training Source Set loaned to him through the 
State civil defense ofRce to comply with addi- 
tional regulations. This means tbe licensee is 
responsible to the AEC for the proper care, 
use, and storage of tbe Training Source Set but 
is responsible to the State which, in turn, is 
responsible to OCD for the property account- 
ability of the Set. Important ^AEC regulations 
and all OCD regulations are contained in tbe 
remaining paragraphs of this section. The 
licensee is referred to lO-CFR-20 for the 
additional AEC regulations. 
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A.30 Storage—The preferred location for 
the storage of the 'l>aiiiiiig Source Set is in a 
locked, unoccupied, and isolated area. Only 
work necessary to normal storage operations 
shall be performed in the storage area. Only 
authorized personnel shall be allowed to enter 
the-storage area and their duration of occupancy 
shall be kept to a minimum. Determination 
of the radiation levels in the immediate storage 
area shall be made with a CD V-700 and the 
readings recorded, dated, and filed. Normally, 
the Set shall be stored only at those locations 
specifically authorized on the license. Tem- 
porary storage is permitted at other locations 
when training activities make it impractical to 
return the Set to its normal storage site after 
each use. 

A. 31 Posting — Each area or room in which 
an OCD Training Source Set is used or stored, 
regardless of whether it is the normal or a 
temporary storage area, will be considered a 
restricted area and shall be conspicuously 
posted with the radiation area signs issued 
with the Training Source Set. Restricted 
area means any area to which access is con- 
trolled by the licensee for purposes of protec- 
tion of individuals from exposure to radiation 
and radioactive materials. Restricted area 
shall not include any area used as residential 
headquarters, although a separate room or 
rooms in a residential building may be set apart 
as a restricted area. 

The following information must be posted on 
all entrances to the storage area: (1) radio- 
isotopes stored, (2) number of Sets and number 
of sources per Set, (3). total activity and date of 
calibration, and (4) whom to call in case of an 
emergency. In addition, the standard radia- 
tion area signs which are included with the 
OCD Training Source Set will be posted in con- 
spicuous places in areas where the Source Set 
is used or stored. Signs will be sufficient in 
number and placed so as to be clearly visible 
from any approach to the area. 

A.32 CavMon Signs — Standard radiation 
area signs shall include the conventional three- 
bladed symbol and the words, '^Caution (or 
Danger) Radiation Area,*^ printed in magenta 
on a yellow'background. The signs included 
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with the Training Source Sets meet these 
requirements. 

A.33 Uses— The licensee shall use the Traiii- 
ing Source Set for only those activities specifi- 
cally authorized under item 9 of his byproduct 
material license. An authorized use which 
reads: ^To be used in training of instrument 
operators, and for instrument calibration pur- 
poses'' does NOT nllow the licensee to use the 
Training Source Set for the training of radio- 
logical defense instructors. 

A.34 Supervision— The OCD Cobalt 60 
Sealed Source Set may only be used for the pur- 
poses stated in the AEC Byproduct Material 
License. It must be used by, or under the 
supervision and in the physical presence of, one 
of the individual users designated in the license. 

A.35 Instruction of Personnel — Before enter- 
ing a restricted area, all individuals shall be 
informed of the presence of radioactive ma- 
terials and shall be instructed in the hazards of 
excessive exposure to such materials and in 
precautions or procedures to minimize exposure. 

A. 3 6 Exposure of Individuals — Under no cir- 
cumstances shall the licensee use the Training 
Source Set in such a manner as to cause any 
individual in a restricted area to receive in any 
period of 7 consecutive days from radioactive 
material and other sources of radiation in the 
licensee's possession, a whole body gamma dose 
in excess of 100 mr, or a whole body gamma dose 
hi excess of 5 r in any one year. No licensee 
shall use the Training Source Set in training 
exercises or classes involving individuals under 
18 years of age. 

A.37 Personnel Monitoring Equipment — 
Each licensee shall issue a CD V-138 dosimeter 
or an equivalent dose recording instrument to 
each individual entering a restricted area. 

A. 38 liecords — Each licensee shall maintain 
records showing the radiation exposure of all 
individuals exposed to radiation from radio- 
active materials in his possession. These 
records shall show the name, age, date of birth, 
Social Security number, method of determining 
the dose (i.e., film badge, CD V-138 dosimeter, 
etc.) and tlie total weekly whole body gamma 
radiation dose of eaph individual. Summaries 
of tlie total whole $ody gamma dose for each 
calendar quarter, or 3-month period, and the 
total 3^early whole body gamma dose shall bo 
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maintained for each individual who has an 
exposure history which extends for a time period 
of 2 weeks or 14 consecutive days or more. 
When the exposure histoiy of an individual 
exceeds i year, totals of the yearly accumulated 
whole body gamma dose,and calculations of the 
permissible accumulated gamma dose shall also 
be maintained. The permissible accumulated 
dose to gamma radiation can be obtained from 
the formula, 

PAD=5(N-18) 

where PAD is the permissible accumulated 
gamma dose in roentgens (r) and N is the ago of 
the individual being considered in years and is 
greater than 18. These radiation exposure rec- 
ords of each individual must be preserved by 
the licensee until December 31, 1965, or until 5 
years after the date of the last exposure of the 
individual to radioactive material in the custody 
of the licensee. Each licensee shall maintain 
recoiYls showing the results of surveys as 
required by paragraph A. 30. Each licensee 
shall keep records showing the use, receipt, 
and transfer cf an OCD. Training Source Set. 
It is suggested that the licensee maintain a 
log of the activities involving the vSet issued to 
him. 

A. 39 Inspection — ^Each licensee ^hall afford 
to the AEC and to OCD at all reasonable times 
opportunity to inspect the Training Source 
Set, the premises, and the facilities where the 
Set is used or stored, and shall make available 
for inspection, upon reasonable notice, required 
jecords kept by him. 

A. 40 Inspection of Source Capsides—When 
thp. sources are retuf^^^d to their lead containers 
after bemg removed for any purpose, each 
source must be monitored with a CD V-700 
to insure that the Co®^ source material is con- 
tained inside each capsule. This monitoring 
should be performed at a distance from the 
other sources where the gamnui radiation levels 
are not significantly above natural back- 
ground. Each source capsule must be in- 
spected each time the source set'is used. 

A.41 Loss or Thejt oj Sealed Sources — Tiie 
licensee is required to report promptly to the 
AEC any loss or theft of radioactive material in 
such quantities and under such circumstances 
that it appears to Uie licensee that a substantial 



hazard may result to persons in unrestricted 
areas. However, the licensee is requested to 
notify the OCD Regional Radiological Defense 
Officer immediately in the event of a suspected 
loss or theft of a sealed source or soarp^^jDj^ of an 
accident resulting from a leaking source. This 
will enable the Radiological Defense Officer to 
assist the licensee in determining whether or not 
a loss has occurred, in determining the serious- 
ness of an accident, and in notification of the 
AEC, if required. 

A.42 Loss oj Co^^ Source Material Jrom the 
Capsule — In the event that an empty source 
capsule is discovered during the inspection, 
required by paragraph A,40, the remaining 
source capsules should be secured in the lead 
containers. After monitoring personnel in the 
area for possible contamination and wipe testing 
the outside of the CD V-792 to insure that it is 
not contaminated, move the sources in the lead 
containers out of the general area where 
they were in use. Using a CD V-700, mon- 
itor the entire area until the Co*^ is located 
within a small area (less than 1 square foot). 
If the Co^ material, which is a small needle, can 
be seen with the naked eye, it should be picked 
up and placed in the lead container along with 
the other sources and the empty source capsule, 
using the CD V-788 handling tongs or a pair of 
long-handled forceps or pliers. The Co^ mate- 
rial should not be picked up with the fingers under 
any circumstances^ nor should any attempt he 
made to return the Co^ needle to the empty source 
capsule. If the Co°" material is on an earth, 
sand, or giavel surface, it can be carefully 
scooped up vvitli a shovel and placed along with 
the earth, etc., in the large CD V-792 container. 
No attempt should be made to separate the Co^ 
needle J royn the extraneous material. Once the 
Co^ material is inside the lead containers, they 
should be marked, sealed, and the sources 
treated as if they were leaking, as described in 
paragraph A. 17. 

A.43 After completing the operations de- 
scribed in paragraph A.42, the general area and 
the personnel and equipment used to pick up 
the Co!° material should again be monitored to 
insure that they arc free of radioactive contam- 
ination. Until the Cc*^^ material is fuund, the 
general area should be restricted to all personnel 
except those involved in the monitoring opera- 
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tions. If monitoring of the area fails to indicate 
the presence of contamination after the Co^^ 
material has been located and removed, the 
area may be returned to unrestricted status if 
necessary. However, it is suggested that the 
area be monitored by someone qualified in the 
field of health physics, at the request of the 
licensee, prior to returning it to unrestricted use. 
The licensee must report the incident to the 
OCD Regional Radiological Defense Officer as 
soon as possible to request disposition and re- 
placement of the Source Set. In accordance 
with the conditions of his license, the licensee 
must also report the incident to the AEC 
within 30 days. 

A.44 If the Co^ source material cannot be 
located, or the presence of radioactive contam- 
ination is detected as a result of the incident, 
the OCD Regional Radiological Defense Officer 
jnmt be contacted immediately for assistance. 

A.45 Transfer — Temporary loan of OCD 
Training Source Sets to .other licensees wi^thin 
the United States authorized to receive such 
material is allowed. However, if a licensee pos- 
sessing an OCD Training Source Set antici- 
pates moving fron\ his present location to an- 
other, and, if the new location will prohibit 
him from exercising the required control and 
supervision of the Source Set, he must report 
this intention as soon as possible to the State 
civil defense office. The State office may per- 
manently transfer the Set to another licensee 
with the approval of OCD or return the Set to 
OCD. If it is transferred to another licensee, 
the new custodian must furnish 'to the State 
civil defense office for transmittal to OCD: (1) 
a copy of his byproduct material license, and 
(2) a letter indicating receipt of the Training 
Source vSet and acceptance of responsibility for 
it. If the Set is to be returned to OCD, the 
State must notify the OCD regional office and 
action will be initiated for the return of the Set 
directly from the custodian. 



A. 46 Renewal of Byproduct Material Li- 
cefms — A Training Source Set custodian must 
make application for renewal of his license 60 
days prior to its expiration or he must notify 
OCD, through the State civil defense office, of 
his intentions not to initiate license renewal and 
request disposition instructions for the Set. 

. A.47 Violations — The licensee is responsible 
to the AEC for the proper use and storage of 
the Training Source Set and for compliance 
with lO-CFR-20, Standards for Protection 
Against Radiation, or 10-CFR-~30, Licensing of 
Byproduct Material. 

A.48 Return of Sets— All OCD Training 
Source Sets loaned to the States shall be returned 
to OCD when the licensee and the State desire 
to be relieved of the responsibility for the Sets. 
Arrangements, for the disposition of the Source 
Sets should be made Avifch the OCD Regional 
Office through the State civil defense office. 

A.49 Transport of Training Source Sets — 
The OCD Training Source Sets may be trans- 
ported to the training site in a vehicle, pro- 
vided the source set is padlocked, the vehicle is 
locked, and the vehicle is posted on both sides 
and the rear with radiation signs with the 
statement ^'Dangerous — Radioactive Material'* 
in 3-inch letters on a contrasting background. 
This type of sign may be obtained from some 
local trucker's associations. The automobile 
should be monitored to determine radiation 
levels within it, and the occupants should wear 
CD V-13S dosimeters to measure their exposure 
during transport of the Set. 

A. 50 State and City Regulations— In addi- 
tio.n to AEC and OCD regulations, many States 
and cities have additional requirements which 
govern the use, storage, and particularly the 
transportation of radioactive materials. It is 
the licensee's responsibility to contact the 
appropriate State and city departments for 
information on such regulations. 
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AEC LICENSING OF OCD SOURCE SETS FOR RADIOLOGICAL 

MONITOR TRAINING 



The Division of Materials Licensing of the 
Atomic Energy Commission has the responsi- 
bility for the licensing of byproduct material 
(radioisotope~«;). This means, therefore, that the 
AEC has the responsibility and authority to 
license the possession and use of any radio- 
isotope which is produced in a nuclear reactor. 
The Cobalt 60 used in the sealed sources in the 
OCD Training Source Sets is a byproduct 
material and, therefore, is subject to AEO 
regulations. The conduct of a Radiological 
Monitoring Course requires that the instructor 
bo licensed to possess and use the OCD Cobalt 
60 Sealed Source Set (CD V-784).* This 
licensing authority has been delegated to 
several of the States, but their regulations 
have to be consistent with the US AEC regula- 
tions. For further details, see Title 10 — Atomic 
Energy, Code of Federal Regulations, Part 150, 
^'Exemptions and Continued Regulatory Au- 
thority in Agreement States Under vSection 
274." 

In order to implement this licensing au- 
thority, the AEC has issued a specific regulation 
which sets forth the basic criteria for issuance 
of byproduct material licenses (Form AEC 374) . 
This regulation is Title 10 — Atomic Energy, 
Code of Federal Regulations, Part 30, ''Rules 
of General Applicabili y to Licensing of By- 
product Materia?^ (10 JFR 30). The USAEC 
rules and regulations for the safe use of radio- 
active material are contained in Title 10 — 
Atomic Energy, Code of Federal Regulations, 
Part 20, "Standards for Protection Against 
Radiation^' (10 CFR 20). This regulation 
establishes standards under which all licensed 
radioactive materials must be used. One of 
the first provisions in 10 CFR 30 is a statement 
of who must have a license for possession and 
use of byproduct material. The regulation states 
that no person in the United States shall 



•TheCD V-7S4 is asotofsix seaied capsules, each containing nominally 
5 mc of Cobalt 60. The CD V'7S4, and associated containers, handling 
and monitoring equipment comprises tho CD V-778 Training Source Set. 
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acquire, possess, use or transfer byproduct 
material except as authorized by a license 
issued by the AEC. 

The possession and use of any OCD Model 
CD V-784 Cobalt 60 Source Set requires a 
specific license. Specific licenses are those for 
which an application must be submitted to the 
AEC. The minimum requirements for approval 
of an application and issue of a license are that 
the applicant has (1) proposed a use authorized 
by the Atomic Energy Act of 1954; (2) equip- 
ment and facilities adequate to protect health 
and 'minimize danger to life or property; and 
(3) personnel quahfied by training and experi- 
ence to use the material for the proposed use 
in such a manner as to protect health and mini- 
mized danger to life or property. These are broad 
requirements and not specific for any particular 
type of program. Each apphcation for a specific 
license must, therefore, contain complete and 
detailed information describing the applicant's 
qualifications and proposed procedures. 

A problem that has been frequently encoun- 
tered in the hcenslng program is the determina- 
tion of who is responsible for the UCD Training 
Source SeL and who should be the ap])hcant 
and, subsequently, the licensee- The licensee 
by definition must be a legally responsible 
''person.'' A ''person'^ is defined in 10 CFR 30 
as an individual, corporation, partnership, firm, 
association, trust, estate, public or private 
institution, group, government agency other 
than the AEC, any State or any political 
subdivision thereof, or any political entity 
within a State. Therefore, when a legally con- 
stituted sponsoring organization exists, whether 
a governmental agency at the State, CL?unuy, 
city, or Federal level or a corporate organiza- 
tion, nnd the individual who will actually use 
the Source Set acts as an agent of the sponsoring 
organization, then the organization must ue 
the licensee. The Office of Civil Defense has 
legal authority under section 201(h) of Public 
Law 920, SI St Congress, as amended, to dis- 
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tribute the Cobalt 60 Training Source Sets by 
loan for civil defense purposes only to the 
States. Therefore, training source sets have 
been loaned to State Civil Defense organiza- 
tions, who in turn have made them available 
to localities in support of their civil defense 
programs. 

Ill past years many AEC licenses have been 
issued to individuals who have satisfactorily 
completed the Radiological Monitoring for In- 
structors course. There have been numerous 
applications for individual licenses where the 
individual would more appropriately have been 
named as a ^^iser'' under a State or local 
Civil Defense organization license. OCD and 
the AEC have completed a review of the li- 
censing of OCD Cobalt 60 Sealed Source Sets 
for the training of radiological monitors. Since 
the applicant, and subsequently, the licensee 
is legally responsible for the safe use and pos- 
session of the OCD Training Source Set, it is 
inappropriate that an individual be the licensee. 
It is most appropriate that each State Civil 
Defense agency have one license for the use 
of all training source sets for all radiological 
monitor training within the State. 

Effective immediately, it is the joint policy 
of OCD and AEC not to i^sue or renew a by- 
product material license to an individual for 
monitor training in a State subsequent to issu- 
ance of a license to the State Civil Defense 
agency for the use, possession, 'and storage of 
all OCD Cobalt 60 Sealed Source Sets. 

Each person who will use the OCD sealed 
sources for radiological monitor training must 
have an understanding of the basic principles 
of nuclear radiation and radiation safety. Sec- 
tion 30.33(a)(3), Title 10 CFR, Part 30, re- 
quires only that an applicant be qualified by 
training and experience to use the byproduct 
material for the purpose requested in such a 
manner as to protect health and minimize 
danger to life and property. A person who (1) 
has satisfactorily completed an OCD Radio- 
logical Monitoring for Instructors course given 
by on authorized organization and instructor 
and (2) has a general background which would 
j)ermit him to comprehend the subject matter 
presented in such a course, ctvn £^; rerally be 
authorized as a user on an agency's specific 
license to use an OCD source set to train moni- 
tors. It is impossible to define the exact nature 
of the background which someone must have 
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because definite requirements would probably 
restrict and hamper the radiological monitor 
training program. As a general guideline, a 
person should have a scientific/technical back- 
ground that would enable him to understand 
the basic principles of radiation to the extent 
that he may be in a position to impart necessary 
technical information to others. 

When adequate selection criteria have been 
established by an applicant such as the State 
Civil Defense agency and sufficient source 
handling procedures have been developed and 
published, the AEC will issue a specific license 
to the State organization that wiW allow it to 
authorize any individual that meets the stated 
minimum formal training and experience cri- 
teria to use a training source set for the training 
of monitors. Individuals by name need not be 
listed on the license (or application). In those 
States where this type of procedure is in effect, 
some type of *'user perniif' is normally issued 
to each individual that has a need to use, 
possess or store a source set. 

Since the civil defense training program in- 
volves both the training of monitors and 
monitor instructors, OCD and the AEC differ- 
entiate between the minimal required formal 
training and experience for persons who will 
train only monitors and that required for 
persons who will train monitor instructors. 
Persons who udll train instructors must have a 
broad background in the radiation field. Such 
a person must have a knowledge of radiation 
beyond the scope of the principles presented in 
the OCD Radiological Monitoring for Instruc- 
tors course. Additional information regarding 
the minimal required formal training and ex- 
p^erience for persons who Avill train monitor 
instructors is contained in OCD memorandum 
dated September 14, 1964, Subject: ''Guidelines 
for Byproduct Material Licensing in Connection 
with the Conduct of the Radiological Moni- 
toring for Instructors Course.'' The training of 
monitor instructors is conducted primarily at 
selected universities. 

Each RMI instructor is familiar mth the 
details of the licensing program for monitor 
training in his State. Additional specific infor- 
mation about the current details of the licensing 
program for training monitors in each State is 
to be obtained from the State Civil Defense 
office. Before a local Civil Defense organization 
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applies for a license, the State Civil Defense half of the States presently have in effect a 

office should be contacted to see if they do not State license and issue a user permit to qualified 

already have a license under Avhich the pro- individuals. The remainder of the States are 

spective applicant is covered for any necessary expected to have a State license in effect before 

use of an OCD Training Source Set. About one the end of September, 1968. 



DIST: 

OCD Regions, StafT College. 
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Quiz — Fallout Forecasting 
ANSWER SHEET 

COURvSE: Radiological Monitoring for Intructors 



i 



.Flint 



N 



! Detroit 

Scale 1" ' 80 miles 




Quiz — Use of Radiolosical Instruments 
ANSWER SHEET 



COURSE: Radiological Monitoring for Instructors 
PART I— A, 



Answer 
B. 



Answer 
PART II— A, 

B. 

C. 

D. 



PART III— 1. 



2, 



DATE SCORE NAME AND STUDENT NUMBER 
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Quiz — Dose and Dose Rote Calculations 
ANSWER SHEET 



COURSE: Radiological Monitoring for Instructors 
Problem 1 

D = 

R. = 

Rt = 

D/R, = 

T, = 

Te = 



Problem 2 
D = 
Ri = 
Rt = 
D/Ri = 
T, = 



DATE SCORE NAME AND STUDENT NUMBER 
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Quiz — ^Source Handling Techniques 
ANSWER SHEET 



COURSE: Radiological Monitoring for Instructors 

T F TP T F 

!.()() 17. ( ) ( ) 33. ( ) ( 

2. ( ) ( ) 18. ( ) ( ) 34. ( ) ( 

3. ( ) ( ) 19. ( ) ( ) 35. ( ) ( 

4. ( ) ( ) 20. ( ) ( ) 36. ( ) ( 

5. ( ) ( ) 21. ( ) ( ) 37. ( ) ( 

6. ( ) ( ) 22. ( ) ( ) 38. ( ) ( 

7. ( ) ( ) ^23. ( ) ( ) 39. ( ) ( 

8. ( ) ( ) 24. ( ) ( ) 40. ( ) ( 

9. ( ) ( ) 25. ( ) ( ) 41. ( ) ( 

10. ( ) ( ) 26. ( ) ( ) 42. ( ( 

11. ( ) ( ) 27. ( ) ( ) 43. ( ) ( 

12. ( ) ( ) 28. ( ) ( ) 44. ( ) ( 

45. ( ) ( 

13. ( ) ( ) 29. ( ) ( ) 46. ( ) ( 

14. ( ) ( ) 30. ( ) ( ) 47. ( ) ( 

15. ( ) ( ) 31. ( ) ( ) 48. ( ) ( 

16. ( ) ( ) 32, ( ) ( ) 49. ( ) ( 

50. ( ) ( 




DATE SCORE NAME AND STUDENT NUMBER 
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RMI COURSE EXAMINATION ANSWER SHEET 



1. 

2. 

3. 

4. 

5. 

6. 

7. 

8. 

9. 
10. 
11. 
12. 
13. 
14. 
15. 
16. 
17. 
18. 
19. 
20. 
21. 
22.^ 
23. 
24. 
25. 

QUIZ SCORES 



DATE 



26. 
27. 
28. 
29. 
30. 
31. 
32. 
33. 
34. 
35. 
36. 
37. 
38. 
39. 
40. 
41. 
42. 
43. 
44. 
45. 
46. 
47. 
48. 
49. 
50. 

COURSE EXAM SCORE 



51. 
52. 
53. 
54. 
55. 
56. 
57. 
58. 
59. 
60. 
61. 
62. 
63. 
64. 
65. 
66. 
67. 
68. 
69. 
70. 
71. 
72. 
73. 
74. 

75. ( 

FINAL SCORE 
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